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ABSTRACT
The Thermo-Systems, Inc., Model 1080D three-dimensional split-film
anemometer was tested in non-turbulent flow in the VPI&SU stabil-
ity wind tunnel as well as in a turbulent flow downstream from a turbulence
grid in the same wind tunnel.
Calibration constants were reevaluated and changes were made in the
T.S.I.-suggested method of analysis (computation of the velocity compo-
nents in the sensor-oriented coordinate system). An alternate method was
introduced where the computation of the velocity components is based on
the ratio of the heat transfer from the two films on the same sensor.
With the latter method,the sensor yaw angles, <f» are obtained through
geometric relations from the sensor pitch angles, 6, which in turn depend
on the heat transfer ratio of the two adjacent films.
The two methods of analysis were compared and it was found that the
new method or the so-called 9-method was somewhat more accurate than the
improved T.S.I.-suggested method. However, errors of approximately ±10%
can be expected depending on the angle of attack. Only when the probe
is operated with zero angle of attack or when the mean velocity vector is
parallel to the probe axis can an accuracy of approximately 3% be expected
with the 4>-method (improved T.S.I, method).
The data obtained with this probe in the turbulence behind a grid
indicated that the measured turbulence intensities are somewhat lower than
the intensity measured with the conventional hot-wire anemometry, which
was to be expected as a result of the finite dimensions of the sensor array.
In addition, the probe yaw angle can be determined within a three degree
accuracy. This angle is necessary in order to obtain the statistical
ii
averages in a coordinate system determined by the mean-wind direction, and
the vertical and the lateral directions.
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Chapter I
INTRODUCTION
The need for accurate measurements of atmospheric turbulence
has become increasingly apparent in the several years. A knowledge
of the structure of turbulence in the atmospheric boundary layer is
necessary for use in many practical applications, such as air-pollution
control, the launching of missiles, the design of aircraft, and the
design of bridges and other engineering structures.
Many types of instruments have been developed to perform these
.measurements. The use of some of these instruments for meteorological
measurements, however, has only become possible recently because of
the rapid growth of the electronics industry.
One of the most widely used instruments in meteorology is the
cup anemometer, which is most frequently used in conjunction with a
vane for direction measurements. Although a cup anemometer is very
useful for measurements of mean wind speed, serious problems arise when
one attempts to use either this instrument or the aerovane for turbu-
lence measurements. Because of their large physical size and the
attendant poor frequency response, it is doubtful that adequate re-
sponse is possible with such large instruments for the measurement of
atmospheric turbulence.
Drag-sphere anemometers are useful in some applications (8).
However, these instruments are also relatively large and do not have
an exceptionally high-frequency capability. In addition, problems are
encountered with the strain gages used on them. As indicated by
Morrison (8), calibration is a rather long and complicated procedure.
The use of the sonic anemometer, a relatively new turbulence-
measuring device, is becoming more widespread. However, in addition
to its considerable cost, the sonic anemometer has the disadvantage
of having a lower frequency limit determined by its size. Also, the
sonic anemometer cannot be used for extremely low velocities and the
measurements are dependent on local atmospheric conditions such as
temperature and humidity.
There are many other types of anemometers currently available.
The three-dimensional split-film anemometer (T.S.I.-1080D) was selected
for use in this project because of the many advantages it has over
the types mentioned above. First, this system may be used over a wide
range of angles of attack, while the variations of the heat transfer
from the sensor due to different angles of attack are being accounted
for with the use of a specific correlation expression.
One of the major advantages of a split-film anemometer is that
the magnitude of the velocity and thus, the velocity components, are
calculated at any instant, thus eliminating the problems of non-
linearity which are encountered in customary hot-wire anemometry. In
addition, no assumption of u«U need to be made which, for atmos-
pheric applications, is not necessarily valid. Another advantage of
the split-film anemometer is the film's characteristic small time
constant, especially as compared to the cup anemometer. This gives a
frequency response up to 1000 Hz for this particular system.
Because of the orientation of the sensors on the T.S.I.-1080D
and the two split films on each sensor, there is no ambiguity in the
determination of the angle between the mean wind direction and the
sensor. This is a major problem with other types of sensors.
Because of the high sampling rates which need to be used with
the three-dimensional split-film anemometer system, a special data
handling and analysis system had to be developed. This system will be
discussed in detail in a later chapter.
In order to perform a complete evaluation of the accuracy of
the anemometer, it was decided to first take measurements in turbulence
free flow in the Virginia Tech 6-foot stability wind tunnel and obtain
the necessary calibration constants from this data. Then, in order to
check the response and accuracy of the system, the anemometer was
tested in the turbulent flow field generated by a grid aligned perpen-
dicular to the axis of the wind tunnel.
Chapter II
HOT-WIRE AND HOT-FILM ANEMOMETRY
2.1 Types of Anemometers
The hot-wire or hot-film anemometer is the most reliable and
accurate and the most widely used instrument for the measurement of
turbulence which has been developed to date. The detecting element
of the anemometer is either a short, thin wire suspended between two
supports, or, in the case of a hot-film anemometer, a thin metal film
fused to a quartz rod and sometimes coated with a thin layer of quartz
for protection. Either type is heated by an electric current.
There are two basic modes of operation of a hot wire: either
constant current operation (Figure 1) or constant temperature oper-
ation (Figure 2). The constant-current type has the disadvantage in that
compensation for the time constant must be adjusted manually during a
test, while the thermal inertia of a wire or film operating in the
constant-temperature mode is compensated for automatically by an
amplifier operating in a feedback loop.
Because of the feedback-type operation, the constant tempera-
ture anemometer is also more useful in flows with high turbulence
intensities, especially with the development of the linearizer. The
problems mentioned in previous years in connection with the constant-
temperature system and the stability of the amplifiers have been
solved by recent developments in the field of electronics. Thus, the
constant-temperature anemometer is currently the most widely used type
and it is the type used in the T.S.T.-1080D system.
2.2 Theoretical Aspects
The basic notion behind the operation of a hot-wire or hot-film
anemometer is the transfer of heat from the detecting element to the
surrounding environment. There are five factors that influence this
heat transfer (4):
1. The angle of attack
2. The flow velocity
3. The physical properties of the surrounding fluid
4. The difference in temperature between the wire and the
fluid
5. The dimensions and physical properties of the wire or film.
In the development of the general theory of operation of a hot-
wire anemometer, it is assumed that there is no heat conduction to the
supports and that there are no radiation losses. Any losses that do
occur due to these factors (and under certain conditions they may be
considerable) may be accounted for in the calibration process. In
addition, only the effects of forced convection are considered, with
free convection becoming important only at very low velocities, which
are not of interest in this study.
The first theoretical solution for the heat transfer from a
heated cylinder was developed by L. V. King in 1914 (5). King treated
the case of two-dimensional, potential, incompressible and inviscid
flow. Collis and Williams (3) found that King's results did not take
into account a sufficient temperature loading (see reference 3) cor-
rection. Their improvement to King's solution is given by,
Nu = (A + B Red) & °'17 (2-1)
'•a
where Tm/Ta represents the temperature loading of the wire. The con-
stants A, B, and n as found by Collis and Williams are given in Table I,
The heat transferred per unit time from a hot film is:
q = hfa (Tf - Ta)
or introducing the Nusselt number
q = Nu kn, a (Tf - Ta)/d (2-2)
where a = TTdL. Substituting expression (2-1) into (2-2) yields
fT 1 0.17 n
q = VT L (Tf - Ta) Fm (A + B Red) . (2-3)
V^-aJ
And, since conduction and radiation losses are neglected,
I2 Rf = C l^ TT L (Tf - Ta) &] °'17 (A + B Red). (2-4)'
\ SLJ
Now, the relation between the velocity of the fluid and the
power required to operate the sensor at a given temperature in a
specific fluid may be given by
I2 Rf n
T
 T = C + D (pUe) (2-5)
where Ue is the effective cooling velocity. Essentially, Ug is the
normal velocity that would produce the same amount of cooling of the
sensor as is produced by the actual velocity under some angle of
attack.
For a split-film sensor (see section 3.1) where both films
are operating at the same temperature,
RI
Tf - Ta
= C + D (pUp) (2-6)
where Rj and R-Q are the hot resistances of the two films respectively.
Now, we must relate the effective cooling velocity to standard
pressure and temperature (which will be taken to be ps = 14.7 psia or
29.92 in. Hg and Tg = 530° R.). It is required that pUe = ps Ues .
From the equation of state for a perfect gas, we obtain
Ps Ps T
Ue ="p~Ues ='F TS~ Ues (2"7)
where p is the barometric pressure and T is the ambient air temperature
in °R. Now we have,
2
IT
= C + D
 <P U> • * C2-8)'Tf -T, s esI 3-
Since p_ is a constant, it may be incorporated into the coefficient Ds
and equation (2-8) becomes
r JX-f. t J-T- T IX-.-- T .- -,-. __
- II - II = C + D U* . (2-9)
T _ es
Until now, we have assumed that the ambient temperature re-
mains constant. In the atmosphere, however, this is obviously not a
valid assumption and a correction must be made to account for this
change. The derivation of this correction will be treated in a sub-
sequent chapter.
Next, we must investigate the case where the sensor is yawed
with respect to the mean flow. As suggested by Hinze (A),
Ues2 = Us
2 (cos2
 *
 + k2 sin2
 *) (2-10)
where U is the magnitude of the .velocity under standard conditions and
<j> is the angle of yaw. The factor k is used to indicate the contri-
bution of the lateral velocity component to the total cooling velocity
when the sensor is yawed with respect to the mean-velocity vector.
Introducing equation (2-10) into equation (2-9), we obtain,
R + T R v
I II II _ r- _i_ n TT n r—~2 ^
 + ^2 Sin2 ^ j (2-11)
Tf ~ Ta
This equation yields a means for the calculation of the
velocity Ug from known or measurable quantities.
Chapter III
THE T.S.I. MODEL 1080D THREE-DIMENSIONAL SPLIT-FILM
ANEMOMETER SYSTEM
3.1 The Probe
The T.S.I, model 1080D probe is shown in Figure 3. It consists
of three split-film sensors and a copper-constantan thermocouple for
measurement of the ambient temperature. In addition, there are the
necessary electrical leads and cable connections, a calibration
shield and orifice, a pneumatic cylinder and valve for remote opera-
tion of the shield, and a mounting flange.
Each sensor consists of a 0.006 inch diameter quartz rod
(Figure 4) which is coated with a platinum film of approximately
o
1000 A in thickness. The sensor is coated with a thin quartz film for
protection from contamination. The total sensor length is 0.200
inches while the active length is approximately 0.08 inches, giving an
-r ratio of approximately 13.33. The ends of the sensor are gold plated.
'"' The sensors are supported at only one end to avoid as much
support interference as possible. The sensors are mounted on the
probe in an orthogonal array as shown in Figure 5. The splits are
arranged in such a way as to provide the octant determination necessary
for proper data reduction. All three sensors, when mounted on the
probe, fit into a 0.3 inch diameter sphere.
The reference junction for the copper-constantan thermocouple
is mounted on an aluminum block enclosed in the chassis of the con-
trol circuit so that the reference temperature will remain virtually
constant. Any reference temperature changes are cancelled by changes
in the compensating circuit output. By proper adjustment of the "gain"
and "zero" potentiometers, the operating range of the thermocouple may
be varied. For use in this project, the potentiometers were set to
provide zero volts output at 0° F and five volts output at 150° F.
The output is slightly non-linear over the range of operation. How-
ever, the "zero" potentiometer may be set to compensate for this non-
linearity over a small range of ambient temperatures.
The pneumatically operated calibration-shield is provided for
the protection of the sensors and, with the built-in calibration nozzle
is a quick means of checking the calibration.
3.2 The Control Circuit
The control circuit controls all of the six films on the probe.
There are two printed circuit boards contained in the unit. The
first is the "bridge" board which contains the amplifier bridges and
the thermocouple amplifier. In addition, the supply busses, output
lines, and the thermocouple leads from the reference junction compen-
sator are wired to this board.
The second printed circuit board is the "amplifier" board which
is connected to the bridge board and into which the cable is connected.
The "zero" and "gain" potentiometers for the six 0-5 volt
outputs and the potentiometers for the temperature amplifiers are
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located on the front panel. Also, the three "balance" potentiometers
and the output pin jacks are found on this panel.
Amphenol connectors for the operation of the calibration and
shield systems, the power cord, and the analog output amphenol-con-
nectors are located on the rear panel of the chassis.
In addition to the above units, the cabinet contains a voltage
regulator for the power supplied to the control circuit. The power
switch, shield and calibrate control are located on the front panel of
the regulator.
3.3 Output Devices
Each anemometer system has six 0-5 volt output pin jacks, six
bridge voltage output pin jacks, one temperature output pin jack and
corresponding amphenol connector output facilities. For turbulence-
free flows in the wind tunnel, a digital voltmeter may be used to re-
cord the voltages used in the data reduction procedure. However, for
most applications, some form of automated data acquisition system must
be developed so that the voltages can be sampled simultaneously and high
sampling rates may be used. The system developed for this project will
be discussed in some detail in a later chapter. For a more detailed
explanation of the anemometer see reference 10.
3.4 Theory of Operation
For the T.S.I.-1080D anemometer system, the voltages across each
bridge are measured. For one sensor, let Rg and RB be the two total
bridge resistances. Now, from the development in Chapter 2, equation
2-11 becomes,
11
RI
 T 2 _ 2 . M , 2 2
— s— IT RD + 2 I
^ TT RII ^ n
n , 9 , -7
C + D U [cos2 <}) + k2 sin2 <}>] • (3-1)g
Tf ~ Ta
Now,
RB = RI + *C + RA '
And, (3-2)
R = R + R + R .
where RA and RA are the fixed resistances in the arm of the bridge
1 II
which is adjacent to the cable and film arm, and RQ and RCTT are tne
cable resistances and Rj and RJJ the film resistances. For this par-
ticular system,
RA = RA = 110AI
Now, define
KT = -^ and KTT
1
 ^
 LL
Since
T 2 R 2 - F 2
T T? ~ T
and
2
 R2 = E 2
we obtain
2 2 r i
1 T
T
 ZI ll
 = C + D Usn [cos2 (J) + k2 sin2 4>]2 . (3-3)Tf - Ta
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The voltages E-, and E,., are the bridge voltages for films I and II
respectively. The constants Kj and K-Q also correct for area and re-
sistance differences in the two films and must be determined experi-
mentally.
For all velocities of interest in this study, the constant C
may be eliminated by adjustment of Kj and KJJ. All the split-film
sensors will then obey the following equations:
o 9
V TT _l_ V T?KI bi + KII bn
 = D u n (3-4)
AT £s
and
(Kj Ex2 + KIT EI];2)/AT = D Ugn [cos2 (j) + k2 sin2 t})]"2" (3-5)
where AT = Tf - Ta.
Since the quantity on the left-hand side of equations (3-4)
and (3-5) is a measure of the total heat transfer, we may define
2 2V T? V P1Q KI fil + KII fill
AT AT
Equations (3-4) and (3-5) then become
5_= D U n (3-6)AT es
and the total heat-transfer for each sensor becomes
= D Ug [cos <J> + k sin <j)] . (3-7)
The constants D and n must be determined from calibration data.
When the sensor is operated in a position normal to the flow, the
sensor yaw angle, <f> is zero and the effective cooling velocity of the
13
sensor UQO and the standard velocity U_ are identical. From calibra-es s
tion curves showing the variation of total heat transfer with a change
in the standard velocity for a zero yaw angle, values for the co-
efficients D and n can be obtained.
For operation with a non-zero yaw angle, the factor k in
equation (3-7) must be known. As a first approximation a value of 0.2
is used as suggested by Champagne et. al. (2). The three sensors A, B
and C are mounted in a mutually perpendicular manner. Because of this
geometry , it can be shown that
9 2
<}> + sin <j) + sin <J> = 1
and
+ cos (j) + cos
These relations will be used in the data reduction procedure suggested
by T.S.I. (10). An explanation of this procedure follows.
Recall that
Ues = Us (cos2 4> + 0.22 sin2 «j>) 2 (3-8)
for each sensor. Taking the squares of the three cooling velocities,
adding the results and using the above geometric relations, one obtains
the following expression for the standard velocity:
+ U2 (B) + u (C) l/2TT [ ^ es (A) + Ue (B) + u (  ]
s I 2.04 J
(3-9)
The actual velocity can be found by making use of the equation of state
for a perfect gas. Since the mass velocity pU must be a constant,
14
U
 = |r Us - ~ ^ Us (3-10)
where pg and Tg are the standard pressure and temperature and p and T
are the actual pressure and temperature, respectively.
Ultimately, the velocity components are required and as a re-
sult, the magnitude and sign of the three sensor yaw angles <f>A, (fg and
$£ must be determined. Since the standard velocity is now known,
equation (2-10) may be used to obtain the yaw angles.
1 Ues (A)
Sln (3-11)
Similar expressions for <J)g and <J>p can be obtained.
The signs of the yaw angles are determined by an examination
of the geometry of the sensors and their arrangement on the probe in
conjunction with a comparison of the heat transfers from the two films
on one sensor. The signs of the sensor yaw angles <j>A, <f>g and (J)^  are
given by the following set of conditions:
If E-r > R£ E-J-J ,' <j>A > 0; otherwise, (j>A < 0.
If Ej > RA EI:[ , <j>B > 0; otherwise, <}>B < 0.
**• £\
If ET_ ->- RB E-J--J. , <J>C. > 0; otherwise, <j>c < 0.
where RA, RB and Rc are the ratios of the voltages when the velocity
vector lies in the plane of the two splits of one sensor. If this is
the case,the heat transfer from each film should be equal and as a
result for zero sensor pitch angle, 6,
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KI EI
and -
 II
or for example
EIA = RA EIIA •
After the magnitudes and signs of the angles are found, the
velocity components in the sensor-oriented coordinate system may be
calculated.
However, the correlation given by equation (2-11) does not fit
the data well. It was found that the coefficient k is not only a
function of the magnitude of the velocity, but a function of the sensor
yaw angle (j) as well. The (^-dependence turns out to be asymmetric as a
result of support interference for sensor yaw angles of -90°.
T.S.I, suggested that the following correlation be used as a
second approximation;
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u 2
s
= cos2 <f> + a (U8, <j>) k2 (U) sin2 4.
where
as (Us, <fr) = 1 + 3S (Us) cos2 <j)
and ^
" 2
k (Us) = 0.9(US) for 0 < Us < 20
k (Us) = 0.2 for 20 < Us < 150.
For 4> < 0, (3-12)
3S (Us) = 0 f or 0 < Us £ 20
3S (Us) = -12 + 0.6 Us for 20 < Us _< 30
3S (Us) = 5 + 0.033 Us for 30 < Us £ 150
and for <j> > 0
3S (Us) = 0 for 0 < Ug <_ 20
3s (Us) = -22 + 1-1 Us for 20 < Us <_ 30
3S (Us) - 9 + 0.067 Us for 30 < Us £ 150.
The expression for the second approximation of the velocity is
given by,
us =
A second approximation for the sensor yaw angles can be found from
2 1,
1- "^
U
es
 (A) + l
2 + k2(Usy
Jes <B> + Ue£
{aSA sin2<f>A
2
 (c)
+ «SB sin
/ 2
1. M 1 ")}• \.J -"-J/
,11 = Tl2
sin K = I _Ua I . (3-14)
Again, similar expressions can be obtained for the other sensor yaw
angles (j>g and <)>Q.
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The signs of the yaw angles are the same as found previously.
Because of the method used in obtaining the magnitudes and signs of
the velocity components, there can be no ambiguity as to the quadrant
in which the total velocity vector is located.
Olin and Kiland (9) suggested an alternate data analysis pro-
cedure which is based on the variation of the ratio of the heat flux
of the downstream film to that of the upstream film with the sensor
pitch angle 9. This variation is the result of the non-uniform heat-
flux around the sensor. The three heat-flux ratios depend on the
magnitude of the velocity, the yaw angles and the pitch angles. Olin
and Kiland point out that a correlation expression of the form
)9 = 90°
= 90° L^-fol (3'15)
can be used over a wide range of velocities and yaw angles. It turns
out that the parameter
02 _ qd/qu - Ki/qu)e - 90°QI " i - (qd/qu)e = ™° \
is independent of the velocity and yaw angle and is only a function of
the sensor pitch angle 9. It should be noted that this is true even
though the ratio q^/q^ is not independent of velocity.
The signs of the three sensor pitch angles are determined by
a comparison of the heat flux from the upstream film to that of the
downstream film.
Once the magnitudes and signs of the three pitch angles have
been determined, the three sensor yaw angles may be obtained by the use
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of certain geometrical relationships that may be found between the
pitch and yaw angles. Using the same method as was suggested by TSI,
the magnitude of the velocity may be determined. Then the magnitudes
and signs of the velocity components may be determined as before.
Besides the velocity components, it is necessary to calculate
the ambient temperature so that velocity-temperature correlations can
be obtained. The ambient temperature is calculated using the gain of
the temperature amplifier. The operating range is decided upon (in
this case it was 0 - 150° F.) and the gain is calculated as follows.
Let T be the lower limit of the range and Ta the upper limit.
Then, the gain is given by (Ta - Ta )/5. The high temperature cor-
responds to five volts output and the lower temperature corresponds
to zero volts output. The ambient temperature, Ta, is given by
T - TTa = aH aL VT,where VT is the voltage indicated. The
5
output is slightly non-linear, but this may be accounted for in a small
range by the adjustment of the "zero" potentiometer.
The object of this study is to analyze the results of data re-
duced by both methods and, if possible, to improve on either method
and to adapt the T.S.I.-1080D three-dimensional split-film anemometer
system for measurements of atmospheric turbulence in the planetary
boundary layer.
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Chapter IV
EXPERIMENTAL EQUIPMENT AND PROCEDURES
All experimental work in this study was carried out in the
Virginia Polytechnic Institute and State University six-foot low-
speed stability wind tunnel. The output data were initially read
sequentially from a digital voltmeter. It was found, however, that
due to small perturbations in the output, it was desirable to sample
the outputs simultaneously. This was achieved using the data handling
system which had been designed for taking turbulence data. The cali-
bration data was sampled, multiplexed and recorded on digital tape
and then printed on the teletype in octal form. The final data pro-
cessing was performed by the IBM 370/155 digital computer after the
data had been translated into decimal form and transferred to IBM
cards.
4.1 Experimental Equipment
4.1.1 Wind Tunnel
The VPI&SU stability wind-tunnel has a 20-foot long,
6-foot square test section and is powered by a 600-horsepower motor
which turns an 8-bladed propeller with a diameter of approximately
16 feet. The maximum test-section speed is approximately 370 fps and
the minimum speed is approximately 10 fps. The test section speed is
controlled by the use of two rheostats located on the operator's
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console in the test-section area. The dynamic pressure, in inches of
water, may be set at a predetermined magnitude and as a result, the
test-section velocity may be set within a fraction of a foot per
second of a predetermined value. Damping screens and a 3:1 entrance
contraction produce a free stream turbulence intensity of approximately
0.1%. The flow angularity was measured at a point approximately 12
feet downstream from the test-section entrance and was found to be
less than ±0.3°. A more detailed description of the stability wind
tunnel can be found in reference 6.
4.1.2 Turbulence Grid
The grid used for turbulence measurements was located at the
entrance to the test section. The grid was of the bi-planar type and
was designed for maximum turbulence scale and maximum turbulence in-
tensity while obtaining nearly isotropic turbulence and a uniform
velocity profile at a distance of approximately 8 to 10 mesh lengths
downstream from the grid. Vickery (11) indicates that a mesh size of
one-fourth the tunnel width and a bar size of one-fifth the mesh size
should give a near-uniform velocity as well as a near-uniform tur-
bulence distribution within two tunnel widths (in this case 12 feet)
downstream from the grid. A lateral scale of turbulence close to the
bar size and an intensity of approximately 10% can be expected at this
point. After examining Vickery's paper and one by Baines and Peterson
(1), a mesh size of 18 inches and a bar size of 3.6 inches was decided
upon. The "solidity ratio" of this grid was found to be about 0.40.
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This should yield stable flow downstream according to Baines and Peter-
son. The turbulence grid and coordinate system are shown in Figure 6.
4.1.3 Probe Support Devices
Several different devices were used to support the probe, and
all of them involved the angle-of-attack actuator. The basic com-
ponent of the actuator system is a large steel turntable which may be
made to rotate a full 360° with the use of a toggle-switch control on
the operator's console. It is possible to control the angle of yaw
of this turntable to within 0.01°. The turntable has been found to
be inclined from the horizontal to an angle of less than three minutes.
The support which is most frequently used is mounted on the turntable
and is provided with a mechanism with which one may change the pitch
angle of the probe. The control and readout for this mechanism is
also located on the operator's console. However, it is difficult to
set the angle of pitch accurately with the readout provided, and it
was found easier to obtain a desired angle with the help of an incli-
nometer. This inclinometer was also used to check various other
angles to insure proper alignment of the probe.
In addition to being used for general data acquisition in both
fluctuating and non-fluctuating flows, this support system was also
used when variations in sensor pitch angle were required. The probe
was first mounted in a horizontal position so that alignment could be
checked and then the probe pitch angle was changed until one of the
sensors was in a vertical position. As can be seen from Figure 4,
when the sensor is in this position, the sensor pitch angle 9 may be
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changed by simply rotating the turntable. For the location of the
sensors with respect to the probe axis, the reader is referred to the
Operating and Service Manual for the T.S.I, model 1080D total-vector
anemometer (10).
While- the previously>discussed support-system was used most
extensively during the tests , other methods of support were used at
various times. One such method was designed to keep the anemometer's
sensors located at the same point in the tunnel in order to eliminate
effects of possible velocity variations across the tunnel. With this
system, the probe pitch angle was changed by simply changing the
angle of the support on which the probe was mounted. It was determined
that any small velocity variations which did occur had no significant
effect on the accuracy of the experiment. In addition, with this
support system there was believed to be a significant blockage effect
at high yaw angles.
The last method of probe support was used for calibrations
where it was necessary to vary the sensor yaw angle, (|>, a known amount.
The support was mounted on the turntable as previously described and
an index head was affixed to the support. The probe, when mounted in
the index head, could be rotated about its axis in 15° increments.
This allowed the sensors to be positioned in a horizontal plane, so
that a rotation of the turntable produced the desired change in the
sensor yaw angle.
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4.1.4 Ambient Measurements
The static pressure in the tunnel was measured in millibars by
a Kahlsico precision aneroid barometer. This instrument has a range
of 900-1050 mb and can be read accurately to 0.01 mb.
The room temperature in the wind tunnel area was monitored
constantly during the test periods. The temperature of the airflow
at the tunnel wall was measured by means of a thermocouple which is
permanently affixed to the wall.
4.1.5 Pitot-Static Tube Measurements
The dynamic pressure in the airflow was measured by a one-
eighth inch Dwyer pitot-static tube which was mounted on a portable
stand and placed as close as possible to the probe. The dynamic pres-
sure was read on a Type 1023 Barocel electronic manometer which has a
maximum pressure capability of 10 inches of water. The pressure data
were read in inches of water on a meter on the front panel of the
manometer. The accuracy of the readings from the panel meter is listed
as ±2% of full scale on any operating range. There is approximately a
2% difference in reading over the entire range of this manometer when
compared to the readings from the Meriam micromanometer also located
in the tunnel area.
4.1.6 Turbulence Measurements
Velocity fluctuations were measured by means of a DISA type
55D01 constant-temperature hot-wire anemometer unit and a DISA type
55A22 general purpose probe. The sensor of the probe is a 1.2mm long,
5ym diameter platinum-plated tungsten wire.
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This hot wire was located on the centerline of the tunnel and
was calibrated under steady-flow conditions so that accurate values
for the hot-wire bridge voltage could be obtained for several dif-
ferent velocities. These velocities ranged from 10 to 100 fps. From
3Ethese results the velocity sensitivity, Su = -%—, was obtained with the
hot wire positioned normal to the flow. A standard spline inter-
polation method was used to fit a cubic equation between the experi-
mental calibration points from which the slopes for different values
of the velocity were obtained. From the root mean square measurements
of the fluctuating output voltage of the hot-wire anemometer, the
standard deviation of the streamwise velocity fluctuation can then be
obtained from: 1/^ 2
 = — /"jp" .
4.2 Calibration Procedures for the T.S.I.-108QD Split-Film Anemometer
Before data may be taken with the T.S.I.-1080D anemometer, a
short calibration check must be performed. The protective shield must
be moved to its most forward position, and approximately 50 psi of air
pressure is then applied to the calibration orifice through the
pneumatic system. This orifice is designed to yield a flat velocity
profile past the sensors for calibration purposes. The balance for
each set of films (necessary to operate both films at the same tem-
perature) is set to the value given by T.S.I, on the data sheet supplied
with the anemometer. At this time, the total heat transfer from the
sensor may also be checked. The calibrate air is now turned off and
the shield moved back to the normal operating position.
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4.3 Data Handling System
Because of the high sampling rates required, it was found
necessary to develop a data handling system for the acquisition and
processing of the seven output voltages from the TSI-1080D anemometer
system. In addition, it was necessary that this system be capable of
simultaneously recording data from up to 13 such anemometers.
The system multiplexes the seven signals from each anemometer
and records the output on one channel of an analog tape recorder.
When acquisition is halted, the output is played back, demultiplexed,
digitized and stored on 9-track digital magnetic tape. The data is
then processed either by a program written for the mini-computer or
by one written for the IBM 370/155. The data acquisition and handling
system is described in somewhat more detail in the following para-
graphs and a schematic diagram of the entire system is presented in
Figure 7.
Each voltage is fed into a constant band-width voltage-control-
led oscillator (Data-Control Systems, Inc. Model GOV-5C). Each
oscillator operates at a different center frequency and an input
voltage of ±5 volts produces a deviation from the center frequency of
± 1 KHz. The outputs of the oscillators are then summed, along with
the output of a 100 KHz reference oscillator, by a summing amplifier
(Data Control Systems, Inc. Model GSA-5). The resulting output is a
multiplexed signal of approximately three volts peak-to-peak. One
such output signal is obtained for each anemometer. It should be
noted that because of the voltage limitations of the voltage-controlled
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oscillators, it is necessary to use the 0-5 volt output facilities of
the anemometers as input to the system.
The multiplexed signal is then recorded on one of the channels
of a 14-channel Bell and Howell, Model VR3700B, analog tape recorder.
Thirteen channels may be used for the recording of the anemometer out-
put signals, with the fourteenth channel used for time-of-day.
Time-of-day is generated by a Hermes Electronics Company system
and is monitored by an Itek Electro-Products Co., Model 2124C remote
display.
The data acquisition system has the capability of recording
approximately one hour of continuous data. At this time, provisions
are made for only two anemometers; however, it is possible to expand
the system to accomodate the 13 desired anemometers.
In order to digitize the data, it is first necessary to demul-
tiplex it. The desired output channel of the analog tape recorder is
connected to the inputs of the eight discriminators (Data-Control
Systems, Inc. Model GFD-16). The center frequency of each discrimi-
nator corresponds to the center frequency of one of the voltage-
controlled oscillators (including the reference oscillator) and it
produces an output voltage of ±5 volts for a frequency deviation of
±1 KHz. The recording is played into the discriminators and demulti-
plexed and the seven voltages are reproduced at the discriminator out-
puts. The reference discriminator can detect any variations in fre-
quency of the 100 KHz reference signal and its output will correct the
other seven discriminators.
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The outputs of these discriminators are connected to low-pass
filters (UTC Model LMX-100) which are matched for phase and amplitude
response and which have cut-off frequencies of 100 Hz. This arrange-
ment is necessary so that all frequency components above 100 Hz that
might distort the turbulence spectra can be removed. The outputs of
the filters are connected to the multiplexer and analog-to-digital
converter.
The multiplexing analog-to-digital converter is a DEC Model
AD01-D which was modified to allow higher scan rates. This 11-bit
(plus sign) computer-controlled converter can make a conversion in
about 5 microseconds. The total scan, settling and conversion
time is approximately 50 microseconds per point.
The output of the tape channel on which the time of day is re-
corded is connected to a Hermes serial-to-parallel converter which
produces a 32-bit binary-coded-decimal output. This converter is
interfaced with the computer by a Digital Equipment Corporation custom-
designed interface.
The basic component of the data acquisition and handling system
is a Digital Equipment Corporation, Model PDP-11/20, 16-bit computer
with an 8K memory. The computer controls the multiplexing analog-to-
digital converter and two DEC, Model TR06-FB, digital tape units. Two
programs have been written in assembly language: one for data pro-
cessing and one for analog-to-digital conversion.
Conversion is begun by entering the desired time of day.
After conversion, the data is stored in one of the four buffers
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provided in the computer and held until the buffer is full. The
buffer size is sufficient for 209 scans (approximately 1.045 seconds
of data). When the first buffer is full, the second starts filling
and the first is subsequently dumped onto digital tape. Any number of
records may be digitized and recorded in this way.
In addition to writing the output on tape, the system has the
capability of printing the recorded data on the teletype. This is
quite useful for system calibration and for runs.with low turbulence.
System calibration may be checked by applying a known voltage to the
entire system and checking this value against the one printed by the
computer.
Although the conversion of the raw data to velocity components
may be carried out using the IBM 370/155 computer, it was felt
desirable to have the capability of processing the data in the PDP-
11/20. This capability, in conjunction with the use of the digital-
to-analog converters, is useful for checking the recorded sample for
stationarity.
The data on the digital tape is read, one record at a time,
into the computer memory. The temperature and three velocity com-
ponents are calculated and recorded on a second magnetic tape.
The computed results can be monitored .with the aid of two DEC,
Model BA614, digital-to-analog converters which allow the display of
any two calculated values.
Calibration constants and other necessary values are entered
through the teletype. For checking computations, a "debug" mode of
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operation is available in which computations made within the program
are printed on the teletype. In addition, error messages are printed
in the event an error occurs.
System noise is low, less than about 10 millivolts peak in 5
volts'. System error is less than ±1% not including the anemometers.
4.4 Procedures for Non-fluctuating Velocities
In order that velocity components can be determined and can be
compared with expected values, several pieces of information need to
be recorded. For a particular tunnel velocity, a certain probe yaw
angle, 6, and a certain probe pitch angle, a, one needs the following:
1. Either six bridge voltages or six 0-5 v. output voltages.
2. The temperature output voltage.
3. The room temperature.
4. The atmospheric pressure.
5. The angles of attack, a and 3.
6. The dynamic pressure from the pitot-static tube.
After the probe has been aligned with the tunnel axis and is
located in the horizontal plane, the desired angles of pitch and yaw
can be set on the operator's console. Data from the anemometer may be
read from a digital voltmeter or may be obtained by the automatic data
acquisition system. All other data (room temperature, atmospheric
pressure, etc.) must be read and recorded manually.
The manual acquisition of the six bridge voltages and the out-
put voltage of the thermocouple requires a digital voltmeter and each
of the readings requires approximately 30 seconds. Therefore, about
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three minutes is required to obtain a complete set of data for one
specific set of conditions, and due to the fact that the tunnel is not
completely sealed from the prevailing atmospheric conditions, the mean
velocity of the airflow may have changed enough to significantly
change the bridge voltages. In addition, for certain angles of pitch
and yaw, one sensor will be directly upstream from another, and the
downstream sensor will register the eddy shedding from the upstream
sensor. As a result, it is difficult to obtain meaningful values for
the velocity components. .It was for this reason that it was decided
to use the computer-controlled data-acquisition and handling system.
When the automatic data-acquisition system is used, two per-
sons must be available; one in the tunnel area and one in the instru-
mentation trailer in which the system is located. The anemometer,
which is also located in the trailer, is connected to the probe in
the wind tunnel test section with a 350-foot cable. At the instant
the automatic system records the voltages, the dynamic pressure must
be read on the electronic manometer in the tunnel area. Since in non-
fluctuating cases the seven octal numbers representing the seven
voltage outputs are printed on the teletype, these numbers must be
translated into decimal form before an analysis of the data can begin.
4.5 Procedures for Grid Turbulence
When turbulence data are taken, it is necessary to pass the
seven output voltages through the voltage-controlled oscillators and
the summing amplifier and to record the resulting signal on P.M. tape.
Later, the recording is played back and sent through the discriminators
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and the analog-to-digital converter for subsequent recording on digital
tape. It is essential that the voltage-controlled oscillators and the
discriminators be properly tuned and checked frequently as they are
extremely sensitive to temperature changes within the instrumentation
trailer. The entire system is calibrated for both zero and five
volts input.
If frequency information up to 100 Hz is required, the sampling
rate must be at least 200 samples per second and the higher frequency
content of the sample must be filtered out. A sample length of three
minutes was felt to be sufficient to provide a proper basis for
statistical analysis.
Dynamic pressure, atmospheric pressure and room temperature were
recorded. Because of the length of the sample, however, it is neces-
sary to average these quantities over the length of the sample.
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Chapter V
ANALYSIS AND DISCUSSION
5.1 Analysis of Turbulence-free Wind Tunnel Measurements with the
T.S.I.-suggested Analysis
Since the T.S.I.-1080D three-dimensional split-film probes had
never been used in an experimental program, it was decided to test them
in turbulence-free flow in the wind tunnel for various probe pitch
angles, a, and various probe yaw angles, 3. The velocity was to range
from 10 fps to 100 fps with a velocity of 30 fps being considered the
most important. The first set of data was analyzed by the T.S.I.-
suggested method previously described. The calibration constants
needed for the calculation of the sensor yaw angle, <f>, and the total
velocity were provided by T.S.I, for each probe. The initial data were
read sequentially as bridge voltages on a Fluke 8200A digital voltmeter.
A FORTRAN computer program for the IBM 370/155 was developed to carry
out the analysis and the results were printed for each a, $ and
velocity. The results obtained included the three sensor yaw angles,
^A* ^B an<^ ^ C> t*ie calculated standard velocity, the actual velocity
and the velocity components in the tunnel-oriented coordinate system
(see Figure 6 for the definition of this coordinate system).
The probe was mounted in a manner such that sensor A was
located in a vertical plane which included the tunnel axis when a and
B were both zero. The components in the sensor-oriented coordinate
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system can be obtained by multiplying the sines of the respective
sensor yaw angles, $> with the actual velocity. Using a simple co-
ordinate transformation, the velocity components in the tunnel-oriented
coordinate system were calculated. Since the flow angularity in the
tunnel was measured to be less than ±0.3°, one can expect the com-
ponents in the y and z directions to be nearly zero, while the x-
component of the velocity should be approximately equal to the velocity
measured by the pitot-static tube which was placed next to the T.S.I,
probe. In addition, for given probe yaw and pitch angles, the
expected values of the sensor yaw angles can be computed by considering
the fixed geometric arrangement of the sensors. The measured sensor
yaw angles may then be compared to the expected sensor yaw angles.
In the analysis of the first set of data, error messages were
obtained for many of the angles due to the fact that the quantity
u 2
1 j^j- in either equation (3-11) or equation (3-14) was, in these
Us2
cases, less than zero. This, of course, leads to imaginary values of
the sensor yaw angles and these cannot exist. The problem was corrected
U 2 2 2by setting 1 - ues equal to zero when Ues/Ug is greater than one.
Us
In Figure 8, the percent error in total velocity is plotted for
the velocity range from 10 fps to 100 fps for three different probe yaw
angles: 8=0°, -40° and -90° with a = 0°. As can be seen from this
figure, the errors are excessive, especially for the case where 3 •
-90° and in the range of 20 to 30 fps where we expect to operate exten-
sively when atmospheric measurements are made. In Figures 9, 10 and 11,
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the error in sensor yaw angles $^, <f>B an^ ^c *-s plotted for a probe
yaw angle range of -150° to +150° and for a probe pitch angle of
zero degrees and a velocity of 30 fps. As can be seen, the error in
calculated sensor yaw angle exceeds 5° in most cases and the maximum
deviation from the expected value is 20°. As a result, questionable
values of the velocity components in the tunnel-oriented coordinate
system were obtained. At this point, it was decided to work only with
the components in the sensor-oriented coordinate system because they
are the ones used in the statistical analysis of turbulence data.
In Figures 12, 13 and 14, results are presented for data taken
to check the accuracy of the second approximation suggested by T.S.I.
It can be seen that for positive sensor yaw angles, the experimental
results are significantly different from those that would be predicted
by the T.S.I.-suggested data reduction method. Also, a comparison of the
three figures shows indications of a velocity dependence. The second
approximation seems to work well for yaw angles from zero to -70°.
Past this point, however, the comparison is not good at all. The
portion of the curve from <j> = -70° to <f> = -90° is highly velocity
dependent. These experimental data were taken for a sensor pitch-angle
9 = +45°. For different 6 angles the results as plotted in Figures 12,
13 and 14 can be expected to be slightly different because of a possible
9-dependence. According to T.S.I., however, these correlation curves
are only slightly 9-dependent and the value of 9 = +45° lies in the
middle of the range of expected values of 9. Consequently, the T.S.I,
correlation was only compared with data taken at a sensor pitch angle
of +45°.
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During the period that experiments were run, it was noticed
that the values of Q/AT calculated from the calibration check did not
agree well with the values given by T.S.I. An examination showed that
at least part of the inaccuracy was due to the fact that the tempera-
ture was not the same as that at which the calibration was made.
Recall that,
+ K E 2ET2  TI En2 n
T- - T
r a
It was assumed in the discussion in which this equation was developed
that the ambient temperature, Ta, did not change ; In the atmosphere
or in the VPI&SU wind tunnel, the ambient temperature cannot
be controlled and, as a result, the quantity AT = Tf - Ta often varies
drastically from the conditions at which T.S.I, calibrated the probe.
For example, assume that the local ambient temperature is
greater than that at which the probe was calibrated by T.S.I. The
heat transferred from the sensor will then be too low. The cooling
velocity and the ratio Ues/U will be too low. In addition, changes
in cable resistance must be taken into account because these changes
will affect the resistance of the film and thus the operating tempera-
ture of the film and the heat transfer. As a result, a correction
factor must be introduced to raise the magnitude of Q/AT to its proper
value. If this is not done, it would be necessary to use a different
calibration curve for each ambient temperature. Consequently a cor-
rection factor needs to be established in order to take care of
variations in ambient temperature as well as variations in cable
resistance as a result of ambient temperature changes.
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The total heat transfer from the cable and film combined will
be,
QTQT = I2 Rc + I2 Rf . (5-1)
For the T.S.I, calibration conditions (denoted by the subscript "1"),
ij R£I = hf af (Tfi - Tfli) (5-2)
assuming there are no conduction or radiation losses and that only
forced convection is important. At the local conditions (denoted by
the subscript "2"),
Z R = h a (Tf - " (5"3)
Dividing equation (5-3) by equation (5-2) , we obtain
I2, R2. t
(5-4)
In a balanced bridge the resistance of each arm remains constant in-
cluding the arm with the cable and the film and therefore
KTOT = \ + \ - Rf2 + Rc2 (5'5)
and,
- =
 Rf + ARc •. <5-6>
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From this and expression (5-
I/
'
RI2 = E-L + ARc Tf i - Tai
or
Rfr~ fi - T. "'2
_ 1
AR~ T
"C
- T
RI,
E
1"
(5-7)
So,
V[ \ T4 - <]
(5-8)
Now to first order accuracy for the resistance of the film, one
may write the following,
R af (Tf -
and
R
cold2
It follows that,
" * i\.. 11
cold
af Rf
and also
(5-9)
(5-10)
Rf, ~ ^ old,
Tf, - Ta, = -^ 1 .
1 I af Rcoldl
f
Substituting the equation (5-10) into equation (5-8), one obtains
pRfx + A*C Rf1 - ^cold^
I Rf! ^2 " Rcold2
(5-11)
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For the cable resistance one can write that
RC2 - % {l + acu <Ta2 - V}' (
Subtracting RQ from each side of equation (5-12), one obtains
-ARC - Rc2 - RCi = RCl etcu (Tfl2 - Tai). (5-13)
For wind tunnel operation, however, the cable may be at a different
temperature than ambient temperature at which the probe is operating.
If we denote the ambient temperature at which the cable is operating
by the subscript "3", we obtain
-ARC = RCl acu (T^ - Tfli). (5-14)
The resistances and temperatures at which the probe was calibrated are
supplied by T.S.I, as calibration data.
We may now define the correction factor, CF, as
Rf + ARc Rf - RCQld
CF -- 1- - — -± - - - i- . (5-15)
%! Rf2 Rcold2
It should be noted that there will be one correction factor required
for each film. The expression for the heat transferred from one sensor
of the probe becomes
Q = KI CFI EI + KH CFH
AT AT
where AT = T, - T0 = constant.
f al
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The correction factor was applied to data which had been ob-
tained from the calibration check when the shield is moved over the
sensors and the probe is exposed to the calibrate air. For the same
mass flow rate, the introduced correction factor for operation at
temperatures other than those used by T.S.I., the calculated heat
transfer rates compare within one percent to those predicted by T.S.I.
The next step taken to improve the accuracy of the data-
analysis method was to change the second approximation itself. The
case where the sensor yaw angle, <f>, is greater than zero is discussed
first.
The equation for the TSI second approximation is
Ues = Us2 tcos2* + k2(U s)a s(<J>,U s) sin2<f>] .,
It is easily seen from the above equation that, when <j> = 90°,
Ues2/Us2 = k2 as . . (5-17)
A new form for a_ was found by trial and error and is given by
5
as = 1 + 3g cos3 <j> sin2 <f>. (5-18)
Therefore, at <j> = 90°,
k = Ues/Us. .' (5-19)
A functional relationship for k in terms of Ug can be found from the
experimental data. The values of 8S were found for each velocity by
trial and error, then functional relationships for 3S in terms of Ug
were found.
The values of 3S and k which fit the experimental data for
both probes the best are:
40
(5-20)
for Us >_ 75 fps k = 0.2 and Bg = 30.0
40 < UQ < 75 k = 0.36 - 0.0021 U0
— S o
and Bs = -18.7 + 0.6493 Ug
25 < U0 < 40 k = 0.36 - 0.0021 UQ
— o • o
and B0 = 21.068 - 0.3448 U_o o
20 £ Ug < 25 k = 0.045 + 0.0105 Us
and B- = -6.285 + 0.7347 UQo o
8.6 < D, < 20 k = 0.39 - 0.0064 U
— o S
and Bs = -6.285 + 0.7347 Us
Ug < 8.6 fps k = 0.39 - 0.0064 Us
and Bs = 0 ..
Now we consider the case where the sensor yaw angle is less
than zero. For the range from <j> = 0° to <f> = -70°, the T.S.I, second
approximation is sufficiently accurate except where Us was greater than
70 fps or less than 23 fps. In the first case (Us > 70 fps)» k was
found to be 0.175. When Ug £ 23 fps, k = 0.25 and Champagne's expres-
sion fits the data adequately.
The expressions in the range -90° _< 4> <_ -70° are somewhat more
complicated. The expressions found by T.S.I, can be used in an altered
form. A graph was made of the error, E, against the angle $ where
E
 = «>eS/Us>measured ' (Ues/V calculated (5~^
where (U /Uc)2 = (cos2<j> + k2 as sin2<(>) (5-23)es s
 calculated
2
as above, and where (Ues/Us)measured is obtained experimentally. The
expressions for E were found by trial and error and were:
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For Ug j> 70 fps, E = tan2 ({<J>| - 70°)
23 < Us < 70 E = 0.375 tan2 ( | < j > | - 60°) (5-24)
23 <_ Ug E = 0.
2The final expression for the second approximation to (Ues/Us) for
<j> < 0 is,
2
-~r = cos2 <J> + k2 a sin2 $ + E . (5-25)
Us2 S
Figures 15, 16 and 17 show the results for velocities of 16, 25.2 and
38.7 fps, respectively. A great improvement over a large part of the
range of angles is observed. The exception is in the range
-90° _< <)> _< -70°. These angles, however, are well outside the range of
normal operation, so no effort was made to further improve the accuracy
of the approximation in this region.
An examination of data taken at probe yaw angles of ±90° indi-
cated that the assumption that the dependence of the velocity measure-
ment on the sensor pitch angle, 6, was negligible might not hold true.
Consequently, tests were performed in which the sensor pitch angle was
varied. Data was taken for several different mean velocities and the
results were plotted as shown in Figures 18, 19 and 20. As can be
easily seen from these figures, there is a rather significant 6-depen-
dence. It is interesting to note that the general form of the curve is
the same for all velocities, when dealing with one particular sensor.
It was hoped that a change in the values of K-r and K-Q would
reduce this 0-dependence, so a method was devised to accomplish this.
First, it is necessary that the. balance, which keeps the two films on
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a sensor operating at the same temperature, be checked frequently. A
value of 6 is selected for each.sensor which gives approximately zero
velocity error and the V=- versus Ug curves are plotted for those
angles. Since the heat transfers from the two films on a sensor must
be equal when the velocity vector is directed at the split, i.e. that
2 2
KI Ei - KII En >
it is easily seen that
2
— = -^ f- (5-26)
2 2for 9=0°. The average value of the ratio ETI /Ej is found for this
angle for each sensor.
Next, the voltages for each film are found for a particular
velocity, in this case 30 fps for the 6 angle chosen. The correction
factors are also calculated, and a value of Q/AT for the velocity
desired is obtained from the fixed calibration curve as is shown in
Figure 21. Now the magnitude of the K's can be obtained by solving
two simultaneous equations with the K's as unknowns. The two equations
for sensor A of probe #1193 are
KI
•- = 0.9437
and 2 2
KT CFT ET + KTT CFTT ETT
' 'ATA
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The values of Kj and Kj,- found for this case are:
KT = 2.178XA
KIIA = 2-308
KT = 2.065XB
KTT = 2.276ZIB
KT = 2.195ZC
KTT = 2.180.J
--
Lc
The procedure is repeated for each probe.
The values of R^, RB and Rr. necessary for the determination of
the signs of <K, <J>B and <}>„ must now be found. When the velocity is
directed at the split,
E-r = RA ETT
•"-A A IZA
or RA =
ETT11A
It is easily seen that
[RA = I FT" I • (5-28)
The values of the R's determined for this case are
RA = 1.02941
RB = 1.04985
Rc = 0.99658.
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Next, data obtained for various probe yaw angles between
-135°_< <J> _< +135°and zero probe pitch angle was plotted to test the
effects of the improvements on the ^es vs (j) correlations. It is seen
Us
from Figure 22 that the data fits well for angles from <j> = -45° to
<f> = +40°. After that point, the data for sensors B and C varies wide-
ly from the correlation. This is due to the effects of heat being con-
vected from the upstream sensor to the downstream sensor when the
probe yaw angle is either +90° or -90°. This causes the downstream
sensor to operate at a higher ambient temperature than is indicated by
the thermocouple. Under these conditions, the calculated correction
factor will not be sufficient to correct the heat transfer of the down-
stream sensor. Thus the effective cooling velocity found will be too
small. This will also affect the calculation of the total velocity,
Us, although to a lesser extent. For each position of the probe (for
fixed values of probe yaw angle 3 and probe pitch angle a) the values
of the three sensor yaw angles <j>^ , <f>g and <}>p can be calculated. In
figures 23, 24 and 25 the error in sensor yaw angle as calculated by
the T.S.I, method, first approximation is plotted as a function of
probe yaw angle 3 with a = 0. As can be seen, errors larger than 10
percent occur in several instances. In figures 26, 27 and 28 the
error in sensor yaw angle as calculated by the improved method is
plotted as a function of probe yaw angle 3 with a = 0. It is interest-
ing to note that the results for this "improved" correlation (recall
the results for Ues/Ug vs. <j>) are actually worse than those obtained
either from the T.S.I, first or second approximation. Note also that
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for angles of 8 = +40° or B = -40°, errors occur in either sensor B
(8 = +40°) or sensor C (B = -40°). These are due to the fact that the
sensor yaw angle <J> approaches zero degrees.
In the case a sensor yaw angle has a small value, the value of
the ratio _§§. is approximately one. In order to estimate the sensor
us
yaw angle to a certain degree of accuracy in this case, the value of
fUes) 2
1 - ly— has to be estimated accurately (see equation 3-14). The
latter is nearly impossible, especially when one realizes that a definite
^-dependence occurs. The value for 1 -
es 2
for small sensor yaw
angles can only be estimated with a relatively low degree of accuracy.
The problems with the estimation of sensor yaw angle when one sensor
is located directly downstream from the other and when the sensor yaw
angle is near zero can be easily inferred from the experimental
results as given in Figures 26, 27 and 28.
The data for the percentage error in total velocity for the
improved <J>-method are shown in Figure 29. When these data are compared
to those shown in Figure 8, the effects of the changes are clearly
shown. A similar graph was made to determine the accuracy of the total
velocity determined by the first approximation (Figure 30). It is seen
from a comparison of the data that the first approximation is somewhat
better than the second.
A comparison of the velocity components determined by the first
approximation (Figures 31, 32 and 33) and by the <f>-method (Figures 34,
35 and 36) reveals that the first approximation performs as well as
the <j>-method overall. As can-be seen from the results in these graphs,
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large errors of 15% or more can be expected in certain regions. The
results of these tests were clearly disappointing and it was decided
to try the alternate data-analysis procedure as suggested by Olin and
Kiland (9). This method will be referred to from here on as the
6-method.
5.2 Analysis of Turbulence-free Wind Tunnel Measurements with the
6-method of Analysis
None of the methods of data reduction discussed above had the
accuracy that was desired. In addition, both the T.S.I.-suggested
method and the (((-method are quite long and complicated. It was hoped
that the 6-method proposed by Olin and Kiland (9) would provide the
desired accuracy and in addition be shorter.
When using the 6-method, it is important that the balance of
the output voltage of each two films on the same sensor be checked
frequently. Failure to do this results in unreliable data since proper
balance ensures that no heat transfer takes place from one film to
its neighbor through conduction.
The heat transfers, effective cooling velocities and the total
velocity are determined by the same methods as used for the T.S.I.-
suggested method. The only differences between the two methods are in
the calculation of the sensor yaw angles, <J>, and in the fact that there
is no second approximation for the 8-method.
As previously discussed, Olin and Kiland (9) suggested the
following correlation for 6:
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= 90° f 0 I2
1 - on . (5-29)1
 - (qd/q^e =90°
Tests were performed to evaluate the heat-transfer ratio for various
sensor pitch angles. First, the ratio of the heat transfer from the
downstream film (q ') to that of the upstream film (q ) were ob-
tained by changing the sensor pitch angle, 0, as well as the velocity.
A typical graph of the ratio qn/q,, for 0 = 90° for various velocitiesu
is shown in Figure 37.
If the computer is used for data analysis an equation must be
obtained for the curve shown. It was felt that the data reduction
process would be too complicated if the equation was to fit the entire
curve exactly. Consequently, the curves were each broken up into
several segments. Straight-line approximations were used for the
ranges when Us < 10 fps and Us > 40 fps. The range 10 <_ Us <_ 40 fps
was divided into three segments and a spline interpolation method was
used to fit cubic equations to the experimental points. The equations
developed for the entire range appear to work rather well, but are
somewhat complicated.
The ratio parameter
02
 = qd/qu - (qd/qu)e = 90° (5_30)
QI i - (qd/qu)e = 90°
is plotted against the sensor pitch angle in Figures 38 and 39 for sen-
sors A and B of probe #1192. It was at this point that problems
developed with the above ratio parameter. The ratio should achieve a
value of unity at 6 = 0° and 0 = 180°. For most of the sensors, this
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occurred as expected. However, as can be seen from Figure 39, for
sensor C probe #1192, the point at which qd/qu becomes equal to one
does not occur at 6 = 180° as expected. It is possible to force the
"location" of the upstream split to be at the upstream stagnation
point where 9=0. However, no such adjustment is possible for the
downstream split at the same time. As a result, the position of the
splits of the films on the sensor is most critical and their placement
seems to have been in error for sensor C. It is possible, however,
that one film simply covers more than half of the sensor.
Expressions were obtained for the curves shown in Figures 38
and 39 and others similar to them and an examination of these expres-
sions indicates that a more general form of the correlation for 9 would
be
ne
- (qd/qu)B = 90° _
i- (qd/qu)e=9o° '
where the values of n§ and AQ are constant 'within specific ranges of 0.
If the angles of operation can be limited to a smaller region, one can
use a much simpler expression:
e
 '9 =90° _ i e
i - (qd/qu>e - 90° I 90
The signs of the pitch angles can be obtained by comparison of
the heat-transfer of the two films on the same sensor. That is:
6 > 0 when Ej > R Ej-,-
and 6 < 0 when Ej. < R EIT
(see Figures 4 and 5) .
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In order to determine whether 6A lies in the range larger than +90°
or in the range between 0 and +90°, one has to compare the heat trans-
fers of the films on sensor B (see Figure 5).
That is: 6A > 90° when Ex <
and 6A < 90° when E-r > R^ Ej-j .
o B
Similar comparisons can be made for the signs and magnitudes of the
other sensor pitch angles.
Next, a relationship between 9 and <j) must be found. We know
that,
UA = U sin <j>A
UB = U sin <J>B
UQ = U sin <{>Q.
From the geometry of the sensors it is seen that,
UB u
sin 9
 -
 cosU cos <}> A U cos
Sln 6B = U cos COS 6B " U cos fa (5'33)
UA
sin 6r = T; r~ cos Qr = —t> U cos <}>£ ij U cos
Now
9 9 9 9
u2 - uA
2
 + uB
2
 + uc
2
or —~ + —~ + —^ = 1 .
U U IT
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By substitution, it follows that
1 = cos2 6g cos2 <J>B + cos2 9c cos <j>c + cos2 9A cos2 <J>A-
Substituting,
2 . 2o c o s 6 r s i n d u
 0 9 9
1 = sinz <J>A + - ^- - £ + cos"1 6A - cos 9A sin <j>
sin 6C
or
sin2 9A = sin2 <j>A (sin2 0C + cos2 6C - sin2 GC cos2 6A) .
Finally
sin * = sin 9A sin 6C - . (5
_34)
Y 1 - sin2 9C cos2 9A
In a similar manner one can find that
sin 9A sin 9B
sin ({>B = y 2 (5~35)
1 - sin 9A cos 9B
and
sin 9B sin 9C
sin 4>r = I „ 9 = ' (5-36)u v
 1 - sin2 9B cos2 9r
By following the same steps, but substituting other expressions
at the beginning of the development, an alternate set of equations for
the evaluation of the sensor yaw angles is obtained.
cos 9g cos 9A
sin cf>A = T~ . 9 D 2~T~ (5-37)A v
 1 - sin^ 9 cosz 9
cos , cos
sin «J»B = ^  j 1 (5~38)
1 - sin 9g cos 9^
cos 9A cos 9^
and sin 4>c = , ' (5-39)
v
 1 - sin^ 9C cos 9A
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After a complete examination of results analyzed by the two different
expressions for calculating <j>^ , <j>g and <j>c»it was found that the best
results were obtained when a combination of the two methods was used.
The formula to be used is determined by an examination of the magnitude
of the denominators of these expressions. It turned out that those
expressions with the larger denominator gave the least error for the
sensor yaw angle, 4>.
The signs of <$>^ , <))„ and <J)Q as well as the velocity components
may now be obtained in the same manner as for the other methods.
Graphs showing the errors in the velocity components for data
analyzed by the 0-method are given in Figures 40, 41 and 42. The
results from sensors A and B are quite good; however, the results for
sensor C are somewhat less accurate. In addition, the data from sensor
C show that some difficulty in calculating small <J> angles is still
present. Otherwise one can conclude that these results are better than
the results obtained with the <J>-method.
A comparison of the above data with that analyzed by the <j>-
method and the first approximation, however, shows that, on the whole,
the 0-method gives better results for the velocity components. In
general, the large errors present at probe yaw angles of 8 = ±40° and
those caused by the heat convection from the upstream sensor to the
downstream sensor are not found in data analyzed by this method.
The same comparisons as have been made above of the methods
for probe #1193, can also be made for probe #1192. The results shown
in Figures 43-51 are much the same as above, except that the angle
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errors at B = ±40° and |B| ^  60° are not as large for this probe. This
is possibly due to the fact that the sensors on probe #1192 were spread
farther apart than on #1193. This decreases the upper frequency-
measuring limit of the probe slightly, but appears to increase the
overall accuracy.
5.3 Analysis of Grid Turbulence Measurements
Data was taken in a turbulent flow field created with a grid
at a point approximately 10.5 feet downstream from the grid. The
results were analyzed using the 9 method. Hot-wire measurements were
made near the position of the probe at a = 0° and B = 0°. To check
the uniformity of the turbulence across the test section, other
measurements were made at different points for the same velocities.
The uniformity was found to be good.
The results for the hot-wire measurements with a DISA ane-
mometer and the measurements by the T.S.I.-1080D probe are given in
Table II. It is seen that positive angles are calculated rather
accurately, but that negative angles have rather large errors. At
B = 0°, the calculated intensity is found to be somewhat lower than
that found by the hot-wire measurement. The same is true at other
angles; however, some of this is caused by the fact that the T.S.I,
sensor cannot measure the small scale or high frequency turbulence and
as a result a lower intensity can be expected. The above results are
also verified at the other velocities tested.
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5.4 Temperature Measuring Errors
It was noticed early in the study that when the probe was
tilted up from the horizontal plane (when a is negative), the tempera-
ture indicated by the thermocouple can differ as much as 16°
from that indicated by the wall thermocouple. This is due to the
effect of heat being transferred to the thermocouple from sensor A.
The former is located directly upstream from the thermocouple when
the probe is in this position. This effect, however, occurs only
in a narrow range of angles, generally within 5° from when
3=0°. In addition, McMahon (7) has found some errors in temperature
when a sweep is made within the horizontal plane. These errors are
not as large, however. Any errors made in the measurements of tempera-
ture will adversely affect the accuracy of the velocity measurements.
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Chapter VI
CONCLUSIONS AND RECOMMENDATIONS
A definite need exists for reliable and high frequency measure-
ments of low-level atmospheric turbulence. Many different types of
instrumentation have been developed to perform these measurements.
However, most do not have the desired degree of accuracy or have limi-
tations as far as frequency is concerned or measure only the two
horizontal components which make these types of instrumentation less
desirable. This study was initiated to evaluate the measurements made
in a low-speed wind tunnel by the T.S.I. Model 1080-D three-dimensional
split-film anemometer. Measurements were made to test this instrument
in the low-speed wind tunnel and to compare the results with expected
values. It was found that the instrument did not have the required
accuracy as was anticipated. The method of data analysis (calculation
of the velocity components in the sensor-oriented coordinate system)
suggested by T.S.I, was tested for many different angles of attack and
it was concluded that changes in the data-analysis method were neces-
sary in order to improve the accuracy. Changes were made for the so-
called "improved accuracy" correlation expressions. Also a temperature
correction was introduced to correct the output voltages when the
probe is operating at different ambient temperatures and when the
resistance of the connecting cable is changed due to varying
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environmental temperatures. After these changes were made, the probes
were tested again over a range of probe yaw angles of -150° < $ < 150°
and probe pitch angles of -20° < a < 20° and a velocity range of
10 fps < U < 100 fps. The results of these tests were truly dis-
appointing. The desired accuracy over the above range of operation was
not obtained uniformly. As a matter of fact, only in very rare oc-
casions was the percentage of error less than 5 percent (Figures 34, 35
and 36). The high percentage of error was due to the following problems
which were prominent over different ranges where the probe was antici-
pated to operate;
a. 0-dependence. This is a problem which occurs for any angle of
attack (Figures 18, 19 and 20). Not only are errors made due to
0-dependence in the evaluation of the cooling velocities and total
velocity but also in the evaluation of the sensor yaw angles (Figures
26, 27 and 28).
b. Large errors were obtained in the estimation of the sensor yaw
angle <J> in regions where the absolute value of this angle is less than
10°. This occurs when the probe yaw angle is approximately plus or
minus 40°.
c. Convection of heat from an upstream sensor to a sensor located
directly downstream. In this case the downstream sensor senses a
higher ambient temperature and as a result a lower cooling velocity
is estimated. This occurs when the probe yaw angle is either plus or
minus 90°. When B = +90° sensor C lies directly downstream from
sensor B and when the probe yaw angle 3 = -90°, sensor B lies directly
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downstream from sensor C. The points which do not follow the cor-
relation curve in Figure 22 are obtained from measurements taken when
B was either plus or minus 90°.
d. When the probe pitch angle is changed so that sensor A is directly
upstream from the thermocouple, the latter senses an ambient tempera-
ture which is too high. This results in additional error in the
actual velocity because the ambient temperature is measured too high.
e. It was assumed that the sensors are mutually perpendicular and
that the entire sensor array is situated with respect to the probe
axis as described by the.T.S.I, manual. How accurately the geometry
of the sensor array really is, is an open question. However, it is
undoubtedly possible that changes in the geometry due to production
limitations or due to frequent usage in the field will result in in-
accuracies in either the calculated yaw angles or the calculated
velocity components.
Since the <{>-method did not give the desired accuracy over the
range in which we wanted the probe to operate, especially when it is
mounted on a meteorological tower, the alternate method as suggested
by Olin and Kiland (9) was tried. This method gave results which
were somewhat more accurate over a wider angle range than the results
obtained with the <j>-method. Still, the newly developed method does
not give the desired accuracy of less than 3%. As a matter of fact,
the 9-method calculates velocity components within 10% accuracy
except for a few isolated points (see Figures 40, 41, 42, 49, 50
and 51).
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The data from the grid turbulence measurements indicate that
the measured turbulence intensity is somewhat lower than measured with
the conventional hot-wire anemometer. This can be expected since the
sensor array of the T.S.I, probes has a finite dimension and thus high
frequency turbulence with a small wave length cannot be measured with
this probe. In addition,the probe yaw angle can be determined within
a 3° accuracy.
From all these results one can come to the conclusion that the
T.S.I.-1080 split-film probe cannot measure the velocity magnitude and
direction over the full 360° solid angle in three-dimensional flow
fields within the accuracy as was claimed by T.S.I. It seems that the
0-method gives better results but the drawback of this method is that
the calculations are longer and more complicated. Over a limited range
between -150°< 3 <+150°and -20°< a < +20"the results show an accuracy
of not less than 10% for the 6-method. For the. same range, the
T.S.I.-method and the <j>-method (improved T.S.I.-method) does not give
generally the same degree of accuracy.
In conclusion, it was decided to use the T.S.I.-1080 probe in
conjunction with a rotating mechanism so that the probe is always
nearly directed into the wind or the average probe yaw angle will be
nearly zero. This means that the probe is operated in a very limited
range only, say from -30° < B < +30° and -15° < a < +15°. From atmos-
pheric turbulence data it was determined that the standard deviation
of the vertical angle of attack is approximately 7°. Assuming that the
turbulence is a normally-distributed random process, one can expect that
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95% of the time the vertical velocity fluctuations and, as a first
approximation, the lateral velocity of fluctations will fall well
within the above angle ranges. If the probe is always to be operated
in the above range the values of the calibration constants K may be
altered slightly when the <}>-method is used so that in this range the
velocity errors vary about zero percent.
Therefore, the major conclusion of this report is that the
T.S.I.-1080 split-film probe can only be used for small probe pitch
angles and small probe yaw angles when the mean velocity vector is
parallel to the probe and varies only small amount as far as the
direction is concerned. Under these conditions, the <j)-method will
give better results especially when the calibration constants are
varied slightly by trial and error. If a larger range of operation is
required, the 6-method gives better results than the <f>-method.
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Figure 4: Single Split-Film Sensor with Definitions of 6 and $ angles,
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Figure 5: View of Orthogonal Array of Sensors.
65
z
A
k—18"
]l3.6"
Figure 6: Turbulence Grid and Coordinate System,
coincident with coordinate X.
Tunnel axis
66
rH
rt (
•H (
bo f-
• H
Q
rt
4-1
O
I
6
•H
H
fl)
t> T3
3 0
-i O
0
0)
•P
0
r^
g
U
—
rH
rH
rH
O
rH
O
U
o
rt
rH
0
•P
HH
1
m
e
-o
f-
da
y
Je
ne
ra
to
r
— 1
o
CM ^H
^^ 0
rH +J
rH 3
Q 0
0, U
••^ -H 0
< 4-> X
IU
•rH t/1
rH rH -^v
O O 00
(O 4-> » — '
•H rtQ C
A
na
lo
g
Ta
pe
R
ec
or
de
r
_J
' 
Su
m
m
ing
; 
.
A
m
p
lif
ie
r
Mil-Ill1—
10 /-^x
O -—"CM
> 1
OO
1 1 III 1 1
Q
O
00 rH
O 0
rH 4->
1 1 0
rH 0 E
0
o
4-1
f-i
0
^j
C
1 — 1
rH
0
i— 1
P
U
re
n
ce
lla
to
r
0 -H
0 (0
OH 0
< X
o rtj-i
o
1— 1
rH
«H -H
-^ O
o
e0
fH X
rt T3
•P 0 fn bO
bo rt O -H
•H H d) •-!
Srt
U-I
1
C
• H
to
o
o
rH
a,
rt
a
-C
o
rt
rH
00
rt
• H
a
- - . . . . . .- - o
rt
E
1
r^
rH
3
bO
•H
67
% '[sdn/(sdn-n)]
O
eni—ii—(
*=
O
fn
IX
t/i
X
if)
0)
60
t»0
H
(U
O
O
cfl
O
f-l
2
H
PJ
(L)
SP
4->
0)
O
00
a>M
bo
•H
tL,
68
f-^  1-1i i 9D
O O D
—
0 D
(
—
—
—
—
—
. - .Q",
—
1 1 1
1
)
0
1 1
ro cvi _
UJ 0) 0)
CD — —
o — ~ft, J. Jl
** f^ ^^n
O D -
(D
D -
D CO
D O
D
D Q)
CDCD
0
D
D
Dsj
. .... - ,,'..
D
0
D
rn 1
—
0
0
D -
O
O
—
1 1
UJ
O
CVJ
0
C/5
1 1 1
s ^
O
UJ
o 9
rO
oa.
ul
0
 d
z
^
o ^? <1
 >
UJ
O CD(D o1
 or
Q_
O
CD1
0
CVJ
I
Oif\
o2>
13
O
to
'I
o
X
i-H
rt
•^o
o
+->
(/)
4)
M
bo
co
H
CVJ _ —
O uo O i
T 7 7
I
c
0)
co
fn
O
UJ
(D
fn
319NVMVA dOSN3S
69
.CD
C
cc
—
G
—
D
O C
(DC
O
D
O
' D
O
a
0
D
__ (
D
1 1 1
1 I 1
ro CM -
_ W <T> O>0 g_. -
°" o a -
D (D
D
D (D
D (D
1
)
—
—
-
O
D
0
D
,-A 1 1
u^
D i n o m o m o m C
VJ — — I — — 0i i i
0in
0
CVJ
OCD
O(D
8
0
O
1
s1
0
1
o
CVJ
i
Oin
j
CO
LU
LU
00.
LU*
LU
a:CL
o
-o
oto
'I
3
</l
• H
X
CO
13
CD
4->
tn
O
bO
bo
3
co
CO
M
-e-
<u
O
in
<u
co
c
•H
(H
O)
4)
Si
319NV MVA dOSN3S
70
1 1 1
00 D
CD n
- O> D
D
c
(nvLJ
D
03
D
(CD
OD
O
D
O
C
—
D
o
O
D
CD
1 1 (^n
1
0
0
D
O
O
I
n oi LTJ
UJ •*> ^ ~
0 = -
O D -
—
—
—
—
—
—
_
1 1
Oin
o
cvj
o
CD
8
o
o
o
1
81
o
0)
1
o
CVJ
1
o
m
&
1 1 " >LU x
lit "
LU
Q
LU
_l
O
LU
o:
o_
DO
co
4)
H
O
u
-&-
bO
(-c
O
I/I
0)
CO
ot-<(-1
CVJ — — cvj
319IMV MVA dOSN3S tu
71
I l l
Sn/S9n I
bo
•H
u.
72
osft
o
u
TJ(U
•P
00
cn
4-1
O
i/l
0>
i—(
CD
rt
0)
•H
UJ
o
cti
O
U
Sn/S9n
0)f-l
3
W)
•i-(
uu
73
o&
+
% v>? LU
+
 LU
£T
LU
O Q
ro ^-*
LU
_J
o S2
o
ro
i
<
o:
o
V)
o LU
o
o
I
g
• H
+J
rt
r-H
8h
o
u
(/)
0)
W)
00
(D w
w
• H
3
w
3
t/1
4)
«4-l
O
(/I
<u
t—(
Rj
>
rt
4->
<D
e
m
<0 (^ §
M-l
O
O
I/)
•H
^1
cti
o
u
Sn/S9n <D
^
M
•H
t-U
74
Sn/S9n s
75
o
• H
•M
rt
o
u
CD
01
V
0
•H
M
CD
O
tn
•H
o
u
Sn/S9n CD
h
U)
•H
tt,
76
o
•H
0)
<D
o
•1-1
s
I/I
1/1
CD
3
I—I
at
CD
4->
9)
o
I/)
•H
o
u
Sn/S9n
oo
77
(A
=> 0
5 -5
o
LU -10
1 I I I 1 1
o o
AVG. VELOCITY 46.9 fps, HEAT TRANSFER 0.7mw/«F
(Or-
0 B
— 0
1 -5
a: -10
n 0 o o 0
LT
O
O
AVG. VELOCITY 33.3 fps, HEAT TRANSFER 0.6 mw/«F
10 i-
LLJ 5O D
or
S o
-5
-10
Q
AVG.VELOCITY 21.7 fps, HEAT TRANSFER 0.5mw/«F
I I I I I I I
-90 -60 -30 0 30 60 90 120 150
0( DEGREES')
Figure 18: Error in Velocity Vs. Sensor Pitch Angle. Sensor A, #1193.
78
(0
>-
1-
O
3
LU
_J
£
2£
0
5
E
>
LU
O
o:
LU
Q_
IU
 1 1 1 1 1 1 1
5
0
-5
-10
— -
O
O Oo o o u
o
AVG. VELOCITY 47.2 fps,
HE AT TRANSFER 0.7mw/»F
l O r -
5
0
-5
_ . • _
O nGJ ^
o r> u U
^^ ^^ ^^ O
AVG. VELOCITY 33.3 fps,
HEAT TRANSFER 0.6 mw/°F
-10
IOC,
5o
0
-5
-10
!)- —
o o n
o o o o
AVG. VELOCITY 2 1.6 fps, O"
HEAT TRANSFER 0.5 mw/op
1 1 1 1 1 1
•
-90 -60 -30 0 30 60 90 \2(
0(DEGREES)
Figure 19: Error in Velocity Vs. Sensor Pitch Angle. Sensor B, #1193.
79
if)
^
>
tz
o
o
_J
LU
O^
H-
2
•M*>
z
o
tj
E
h-
UJ
o
a:
LJ
a_
i w
5
C
-5
-10
i I I I i 1 I 1
— _
)
o o
 Q d
o
0 0 °
— ' —
AUG. VELOCITY 47.6 fps, HEAT TRANSFER 0.7 mw/°F
— —
10
5 (
-5
— —
•~ ^_
)
o o (
o
n 0
0
AUG. VELOCITY 33.6 fps, HEAT TRANSFER 0.6 mw/<>F
-10^- -J
10
 r isi-^y i
0 o ° ° ° o - <r\ ^ OO r\
-90 -60 -30 0 30 60 90 120 150 180
9 (DEGREES)
Figure 20: Error in Velocity Vs. Sensor Pitch Angle. Sensor C, #1193.
80
.0
0.8
£
h-
<\
o 0.6
o:
UJ
ll.
CO 0.4
01
<
UJ
0.2
0
0 20 40 60 80
MEAN VELOCITY, UC(FI/SEC.)
100
Figure 21: Typical Calibration Curve for Heat Transfer Vs. Mean Velocity.
81
cr tr
o o o
en (/) <s>
Z Z Z
UJ LU UJ
Sn/S9n
82
0
1 1 1
—
e
n
—
—
—
—
cr
n
a
i i i
i i i
D ro oj
Ijj O> 0>
O m - — -
n ^ JL
0
 "* 5
k
°0
o -
D °0
00
D
O
DCOO
O
D
00
8D
0
v3
O
)
o
0
1 1 1
UJ
o
CVJ
8
8
8
O
O
ro
1
S
1
O
1
o
OJ
I
O
in
D i n o m o m o m o i
\J _ _ | — — CVJ1
 i i
LU
LU
tr
o
LU
Q
LU
LU
GO
O
o:
o
rt
e
o
£
I—I
to
0)
•M
o
-e-
H O
o o
c a
<u
to «
• H (4-1
O
'I
319NVMVA dOSN3S
OJ
to
(N
0)
fH
3
oo
•r-l
a,
83
1 1 1
D
C
D
D
—
00
D
O
o n
o
0
8C
O
0 °
° o
D
O
1 1 I
1 i 1
UJ to CM
DO CJ> <J>
i 1 * * -J
0 D
CD
O
D 0
O
p.
D
—
—
D
—
D
I 1 I
3
O
CVI
O
<n
^ iJ-lS UJ
a:
3 0
UJ
o o
rO *-'
ca.
*»
UJ
0 _J
o
z
^o ^rO ^
i <l
UJ
s §1
 a:
0.
o
O)i
o(\J
oir»
O 10 O
cvj — —
(S33d93Q)
o 10 o m o i
1
 T T 7
319NV MV/k dOSN3S
o
ri
s
I/)
o
<D
00
H
CQ
-e-
0)
H O
O O
ui II
C 3
to -
c jx
of-l to
2 ,i
3
130
LL,
84
1 1 1
D
»
C
03)
° 0
— ,
-
O
D
00
—
' 0 °
- (D D
O
D
O
D
1 1 1
1
O
O
D
0
0
0)
a
o
SCO
0°
o
a
i
i i
TO CO(jj rt) O)
CO — — ^
|* *0 D
—
—
D
—
—
—
1 1
Oin
o
CO
0
60
EG
RE
ES
)
o a
ro —
QD
^
LU
0 -I
z
^
0 ^
LU
O QQ
1
 tr
0.
o
i
o
OJ
1
O
. x^
o in o
OJ — —
(S33d93Q)
in m o i
o
• H
4->
rt
e
•H
X
8
ex
a>
•P
u
-e-
4)
i—I
I
H O
O O
W) II
C 8(L)
LO -in
r^ O,
o
8 (i
oj n
85
1 1 1
—
o
?
—
—
—
—
~~ v_
o
D
—
*090 EE °
1 1 1
1
D
o
D
>
' D
D
D
O
1 1
, , ro w
m 0> °*
O — —
O. 4fc &
*r *r
0 D -
.0 -
8 ™(\Cfit7 —
0 0 -
o
D OOO
O
. D
(D —
O
0
. 0°°
}s
O
1
D m O lO O »n\j — — i
—
1 1
_
o
CM
O
^ ^s ^10 Q,
UJ08ro r'QX
UJ*"
°d
<
o ^
ro ^
UJ
O CD
<? O1
 or
0.
0
CD
1
o
CM
1
Oir>
o in o i
— — CVJ
oX
I
-e-
(u
JS
319NV MVA dOSN3S
o
W)
§
(-1
o
0
C/D
h
S
\o
CM
3
bO
•H
tu
86
1 1 1
D
—
D
D
D
- 0 0
D
O
CD a
o
D
0 0
8D
o
o
91'ZC U U0J7I OZ.
0
a
. o
i i ii i
1
O
O
00
o
o
D
•
II
:> in O in O in
VI — — 1
O
1 1
LU —m ro cvj
Q O ff)
OL — —
o a -
o
0
 0
—
1 11 1
in
O
c\J
O
CO
LU
0 LU
(D Q£
CD
LU
o S
ro
QQ.
^
LU
0 -I
0
? |
LU
? 81
 01
CL
O
1
O
CVJ
i
Oin
o in oT
i i i
o
O
&
•a
Oto
TJ
O
4->
0)
I
-e-
a)
o
fn
PQ
-e-
c
0)
co
UD
M
•H
(S33d93Q) 319NV MVA HOSN3S
87
O1 1 1
D
—
[
-CD
0
 D
O
DC?
o>
D
O
-
C
c
O Lo
^ oo
CD C
O
D
O
D
1 1 1
1 i 1
ro CM
O oo — — ~™
0 1**
O D
croo
o
o
\
D
—
1 1 I
m
O
OJ
O
0
8
O
?
s
1
81
o
OJ
1
o
m
o to o i
T T 7
CO
cc
CD
LJ
O
LJ
LJ
O
o:CL
o
TJ
§
in
oto
T)
O
X
-(->(U
s
•e-
otl
.8
Oin
<u
en
s(H
HJ
oo
S
3
(S33B93Q.) dOdd3 319NV M\/A dOSN3S
88
o o o o oO O O O O
u u u u ii
o a o e o
°io °io b °o
o ^ ^ 0} <J>
0 i + 1 +
u u u n uQa.ca.oa.oQ.Qx
—
—
—
—
—
(
- O 0 • D
1
i i
D <?• O
D f>» O
—
DO* <,-
-
OD • ^ <
> *] * <3_
<.< -
1 1
o m o m o
—
O
o
o(D
O
00
OCD
O
m
o
8
O
OJ
g
o
1
 T
(!N3Dd3d) sdn/(sdn_n)
o
0)
=«t
0)
I
0.
TJ
O
4->
4)
0)
i1
o
o
rt
4->
o
tu
0)'
c(1)
oh
0>
ex
CN
0)
H
Ofl
•H
u,
89
§0*?°?°? Cfcfcl
" a a a o
O
 0 o 0 0
ib tf) O O
° 1 I T ?
o a • o 4
Cf>D
o
OQ
0 0 1
5 - 0 • D
1 1
, • '.
• o
« < -
d ^ <]
a « < -
1 1
O if) O if) O
T
^^
Og
o
0
00
o ^ .^
Q>
o w>
0 ^
if) (0
Q.
O
ro
O
OJ
0
O
Xfi(X
sdn/(Sdn-n)
0)
bo
CO
i—i
cn
CD
4-)
J-.
X
O
o
03
fH
8fi
UJ •
bO
a> CT>bo •-!
a> a>JJ *>
fn O
<U (H
cx a.
3
bo
90
1 1 1
—
—
—
—
—
1 1 1
1 1 1
0
O
° 'C
£2B8Z-
00
o
CDO
O
CD
.0
° 0
j —
O
o
1 1 1
D i o o i f ) O i f ) O i f ) C
VJ — — — — C>
iD
0
OJ
0
60
)E
GR
EE
S)
S —
UJ
° <9
<
8 1
UJ
s §1
 o:
Q_
o
o
c\J
1
oIf)
J '
C/3
H
C
O
rt
•H
X
o
^1
ft
•H
PU
fn
.8
4-> CTl
c *~^
C =»=
O
ft <uII
O o
O O
•-I IIo> a
c </>
•H ft
^ o
o to
H ?.l
C '^0) O
o x
fn +J
<D 4)
Q. S
• H
U.
SINBNOdl/MOO A1I0013A Nl
91
0
1 1 1
0
- o c
— /-N
o
ooo
0
o
c
0 °
- 0 0
o
o
1 1 1
1 1 1
—
0
> -
° 0
c
%IO'fr£-
—
)
b
o
—
__
I I I
(£)
o
CJ
o
C/)
0 U§ LU
<r
o
LU
o Q
ro >-*
QQ.
LU"
0 _J
0
oj
LU
?8
a:
CL
a
o
OJ
i
o
m
D in o m o m o mo1
VJ — — 1 — — CVJi .1 i
<u
o
rt
6
•HX
o
H
I
10
•H
tu
OMn
CQ
3 •10
+-> en
C =«tO
ft, 0)
S XI
o o
•H
O o
o o
•H II
C </)
8
UJ
c -d
a> o
CD
^
SlN3NOdlAIOO A1I0013A Nl
92
o
1 1 1
^™
o o
o
—
—
— 1
0
<D
-
0 °
-0 0
o
o
1 1 1
I 1 1
O
O
—
o
o
0o
oo
o
DO O
—
0 °
o
—
—
1 1 1
UJ
o
CVI
0
O)
CO
0 LU
CO LU
o:
C5
LU
o 9
-
LU
o d
<
o ^ro <
1
 >
LU
O CO
CD O1
 cc
Q_
O
I
O
CVI
1
Oin
D i D O i O O i O O i O O T
vj — — i — — cvj
1
 ' i
0)
o
•H
rt
e
•H
X
8
-> to
4-> Ol
C rH
0) .-H
C =«=
o
.
o o
U Vi
a.
O o
O O
—I II
0) 8
C TJ
0) O
o x
o.
toto
0)N
bO
SlN3NOdlAIOO A1IOOH3A Nl
93
1 1 1
o
—
—
p
_
1 1 1
i i I
O
j —
0
 c
n to
OX i ^ j ^J ^ 7 •»/O t~ *3 D ^ ^
0
oo o
o
<D
°0
o c
o
1 1 1
D i n o m o m o m c
VI — — i -T -r c
UJ
o
CVJ
0
0^
30
 
60
,
 
B
 
(D
EG
RE
ES
)
o _i
e>
^0 >f° ^i <
UJ
> ' a:
Q_
o
i
o
CVJ
i
&
DT
OM
a.
e
O
II
» i
T)
O
•P
O
-e-
4-)
<L>
C
O
I
u
•H
O
o
c
•rl
f-l
8
•p
0)
4)
3
bO
•H(X
A1I0013A Nl
94
o
1 1 1
o
o p
c
^"i n
^^6ZZ'£Z
O
oco
0
o>
c>o
o
0 °
- oo
o
o
1 1 1
i i i
—
o
—
0
o -
o •
%8£'8Z-
—
—
—
—
—
1 1 1
in
Ov
i-H
i— 1
=tt
0 „
S! -8
tn
a.
o
2 °(D 8
CO 'fr
^ UJ S
S
 ^ ='o
UJ o
ro ^ s
Qfj -©•
^uJ «s
°8 ::< g
c
0 ^ |
•*> < §
. 5i u
X
UJ £
o oo o
«> O 0
. Q, >
Q. .5
(H0 g
'1 ' w
4J
C
o gcvj £
— a.
1
s" *
D i n o m o m o m o T S >
L| ^^ ••— «» /V 1 *iH
. , 7
SlN3NOdWOO. A1IOOT3A Nl
95
00
i 1 I
0 0
0
 c
—
—
—
0 °
o
0 °
D
O
O
1 1 ,l
i i i
O -^
O
—
o
0°
oo
o
oo o
o
0 -
—
—
—
1 I I
) m o in o m o m cj - - ' 7 7 °
oin
0
CVJ
O
o
CD
0
O
0
ro
s
o
en
1
o
CVJ
1
0in) ij
01
t-H
i—I
*
d>
Ot-l
EX
EG
RE
ES
d 
U
 
^
 
30
fp
s
»» -e-
U
<
LU
GD
O
§
3
fH
g
UJ
>
3
.Sf
SlN3NOdlAIOO A1IOOH3A Nl
96
0.35
0 10 20 30 40 50 60 70 80 90 100
MEAN VELOCITY, IUFT./SEC.)
o
Figure 37: Ratio of Downstream Heat Transfer to Upstream Heat
Transfer at 9=90° Vs. U,..
97
o-
rt
OS
4)
x;
I
•H
G,
Oin
O
•H
rt
C
3 <M
<D •-)
> <—I
H at
CJ *
A M
O O
•H W
co
oo
f-t
3
98
'o /o
99
I I 1
—
—
—
—
—
-
o
/
_
1 1 1
1 1 1
o
0
CD
O
0
n
\^ /
O
O
o
00
°0
o
C)
^
o
1 1 1
8 a
u>
0 •§
CVJ ^
— Q*
o
0
^0)
eu
^•^ ^
CO *°
O LU "
CO LU =
^ oO j=
Ld «
0 Q =?.
[^  -^x CD
JC
0
 d ^
< s
o ^ i
UJ ^
? § 1
' o: ^
CL B
•H
O n
o> g
i T^T1
C
o s
OJ h
— <u
o
0
l/^  /1>
3
00
•H
SlN3NOdlAIOO A1IOOH3A Nl
100
1 1 1
c
—
- <
0 0
o
00
o
0 °
o
o
c
1 1 1
1 1 1
o
D
O
°0
o
°0
) 0
3
O
—
—
0
—
1 1 1
VJ — — 1 — — 01
 ' 1
If)
o
CVJ
O
0
CD
0
O
ro
i
O
CD
O
I
O
CVJ
1
O
if)
r
CO
u
Ul
a:
o
uiQ
UJ
UJCD
o
orQ.
to
Oi
*t
0)
Id.
o
O
oto
'I
o
+J
<u
I
<D
0)
«s
03
<U
O
O
U
+J
•H
O
O
I—I
<D
• H
fn
O
UJ
c(D
Oh
0)
O-
0)
fn
W)
•H
tt.
SlN3NOdlAIOO A1I0013A Nl
101
1 1 1
O
—
0
c
o
o - o
o
0
 0
%«e ^
 0
o
rX.
I l l
1 1 I
—
O
O O
0
 0
D
O
>OO
—
O
o -
)
0
1 1 1
D « r > 0 i o o i o 0 i n c
!£? 5i— ii— i
*t
o I
CJ °
— a.
o
0
O ^
0") •>
I/I
*^
60
)EG
RE
ES
)
e
th
od
 
U 
_
-
 
30
ff
^5 "^^  <D
QQ_ a>
^ -M
LU S
O — 1 *"
O J?
< ca)
o ^ g
"? < 1'^  o
-
6
0
PR
O
BE
 
^
in
 
V
el
oc
ity
 
C
O n
CD g
tu
O §
Od h
— 0
1 (X
(N
O *
lO £
>T §i ' Kn
• H
bu
SlNBNOdl^ lOO A1I0013A Nl
102
~1 1 1
c
"
—
o
c
_ • f
—
o
1 1 1
1 1 1
—
o
o
o
) —
o
o
o
—
1 1 1
0in
0
CJ
O
O)
5)
0 LU
CD LU
QC
O
LU
0 Q
ro ^
LUI
o ^
? ^
LU
O CO
CD O1
 o:
Q_
o
0)
1
o
C\J
1
olf\
IT) O i
— CV1
1
 I
T3
O
4-1
O
Co
•H
•H
X
o
O
.
O Ol
U ^ H
•H <U
0 f>
o p
-I f-t
d> (X
c •
•H o
UJ I/I
c o
o to
o
h M(1)
O. 3
§
SlNBNOdlAIOQ A1I0013A Nl dOdd3 %
103
1 1 1
o
o
o
—
o
o
c
c
—
o
o,.
o
1 1 1
1 1 1
—
—
O
O
O
I I i
D i o o i o o i o o i o cM - - ,
 T T c
U)
O
CJ
8
§
o
ro
O
8
i
8
i
8
I
O
CM
1
O
10
3T
I
COLU
u
o:CD
LU
LJ
u
m
o
a:
a.
•o
o
C/}
H
c
o
Ri
s
•H
X
o
(H
•H
tu
OQ
(U
O
O
u
• H 0)
U J3
o o
—I ^
O (X
c •
•H O
o
UJ </)p.
C O
<D tO
OJ
D.
•H
U.
SlN3NOdlAIOO A1I0013A Nl
104
1 1 1
o
—
c
o
^
0
o
-
— 1
o
—
o
1 1 1
I I 1
—
—
o
o
^^
o
—
_
o
o
D
—
1 1 1
oin
O
CO
O
o>
CO
0 mCD W
e>
LU
0 S
Q^
LU
0 £>
<
O ^? ^
LU
0 CD
CD O1
 a:
Q_
o
0)
o
CM
1
oir>
o
•s0
co
H
0)
x:
rt
e
•H
X
2
O
MH
u
o
o< •
B CMO O
U i-H
•H 0)
O J3
o> a.
•H O
o
tU w
PU
4-» <4-l
C O
<D tO
O
LO
SINBNOdlAlOO A1IOOH3A Nl dOdd3 %
105
o
1 1 1
o
—
•.M r
—
—
c
o
—
^y . g.Qg O
1 1 1
1 I I
—
O
) —
O
—
0
o
o
o
0
A __
—
t
\ 1 1
!*2
CTl
i— I
0 *
OJ o
o
0 °o
CO &
8 LU °
Ct '
CD =
LU •§
0 Q £
10
 ^ ^
"^^  -o-
LlJ o
°^ :-
^MB **
^J C
o ^ i
1
 x*^ O^- {_}
LU t?
O GQ 'o
(D O °1
 ft; >
Q. c
• H
g s
tu
0 §<J 0
CJ ft
__ CD
1 °-
..
0 *
**> B
VJ — — | _ — CVJ ' *i i £
SlN3NOdlMOO A1I0013A Nl
106
o
1 1 1
0
—
o
o
—
0
o
o
o
o
o
- - - . - . , . - •
o
—
o
I [ I
i i i
—
O
O
—
—
—
—
1 1 1
n;
o
CVJ
§
LU
S LLJCD fc
0
LU
o e
ro Q^
^^
LUI
O CD
<
0 ^
ro <i >-
LU
o S
CD O
i CC
CL
O
i
0
CM
1
O
i^ N.
u;
D i n o i o o m o m o T
u - -
 T ( cvj
4t:
0)
I
0,
o
O
o
to
'I
=1
0)
I
-e-
(H
O
OQ
e
CL>
O
O
CJ
X
•p
o
o
c
•H
O
fn
fH
UJ
c
0)
oh
0)
o.
83
SlN3NOdlAIOO A1I0013A Nl
107
1 1 1
0
__
J
o
-
—
—
o
—
0
0
0
1 1 1
) i i
0
O
o
0
o
o
o
_B_
1 1 1
!£2
O
CVJ
8
s
s
o
o
ro
i
§i
O
1
0CVJ
i
O
l^N
uj} i n o i o o m o m o T
yj — — | — -. CVJ
' ' i
CD
LU
LUtr
e>
LU
Q
LU
LU
CO
O
a:
a.
fN
cn
=tfc
o
1
n.
o
O
T3
O
X
a>Si
•©-
(H
O
q
a>
o
0
U
•H
O
O
(U
U
(1)
a,
00
§
60
U.
SlN3NOdlAIOO A1I0013A Nl
108
1 1 1
—
o
o
(
-
—
1 1 1
I I I
0
—
-
)
,o
0
D
O
O
0
o -
0
—
o
1 1 1
— 2
0)
.00 8
CVJ ^
o
0
8 1
x—v o
o W ='CO UJ
cc •§
tt 5LU ^
o 9 I10
 <S. «
LU h0
 d a<
< i
(D
0 ^ §
? < 11
 >• 3
Ld ^
o OQ -a
CD O 5
•H
S 8O) fH
" - - - - yj-
o °
CVJ g
(D
CTl
o •*
1 ^ ^ -,
3 - - i n ° ? ? T C v j l J >
' ' I
SINBNOdlAIOD A1I0013A Nl dOdd3 %
,109
1 1 1
_
o
o
(
o
o
o
o
o
c
•
1 1 1
1 1 1
o
)
—
o
—
o
0
1 1 1
D I O O I O O ^ - O I O C
<J — — 1
 T — CV1
 ' 1
o ™
— s
4)
0 IC\J ^
o
0
0) w
^_^ o
CO i^§g :LL o
CD $
Ld ^
o 9 2
CQ. i
LU o
° CD a5
<D
^^ "*^ f
' ^ t
1 1 >•»UJ +>
0 OD o
CD O °
i CC >
CL
 c
•H
0
 SCT)
i HUJ
•p
c
O <D0
C\J %
1 Ou
O
oIf) £
>~ a
J -H
SlN3NOdlAIOO A1I0013A Nl
110
O ™
1 1 1
o
—
o
-
o
o
o
o
o
—
-
—
o
1 1 1
I I 1
—
v
o
—
—
o
—
o
o
o
—
1 1 1
u; ^
!— (
5fe
0)
,£)
0 0t-t
OJ o-
o
o
0
(7> «
o
«— ^  K)
CO „
0 LU
 3'CD LU
01 0
CD 5LU «
O O CD10
 sc «
4-1
LU o
0
 CD ^u
2 3
^1 -p
0)
-, r+
O ^ oro < §•i V- °X^ LJ
LU &
S § 1i o: ^
Q_ c^
•H
o g
1 - • - ' • ft
+JcO 8
OJ S
0)
1 e-
..
o ^in p
_ H
• H
a,
SINBNOdl/MOO A1I0013A Nl
in
TABLE I—CONSTANTS FOR EQUATION (2-1)
from Collis and Williams (3)
n A B
0.02 < R < 44 0.45 0.24 0.56
44 < R < 140 0.51 0 0.48
112
TABLE II—RESULTS OF GRID TURBULENCE
MEASUREMENTS. T.S.I. #1192.
Vs.
33.19
32.82
33.33
33.55
33.54
33.90
32.26
32.84
32.84
32.85
a
0
0
0
0
0
0
0
0
0
0
3
0
+15
+30
+45
+60
-15
-30
-45
-45
-60
3 calc
+ 2.96
+16.25
+31.01
+47.74
+61.15
- 6.79
-21.54
-45.54
-48.33
-64.07
1 /" -r 1 /"r sH1' L „ ?-'-'•'IU ^ \ V U •£ 11
X > ^ X , /•>
ir DISA u -'T.S.I.
12.0 10.8
12.0 10.9
12.0 10.5
12.0 9.56
12.0 9.83
12.0 10.03
12.0 10.31
12.0 9.23
12.0 9.39
12.0 9.33
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APPENDIX
Listing of Fortran Programs used to calculate velocity components,
I <}>-method for #1192 and #1193
II 6-method for #1192
III 0-method for #1193
114
C THIS PKOGRAH WAS WRITTEN TO REDUCE DATA TAKEN MANUALLY
C FROM THE TSI MODEL 1080 D ANEMOMETER SYSTEM. AN APRIL 24,
C 1972 REVISION
DIMENSION HT(3),UESm ,PHI(4), ALPHt 3 ) , BET A( 3 ) , PHI P ( 4) ,
U-(2.,3) ,TA(3) ,AK<2,3) , R( 3 > ,TEC( 3 ) ,UAP (4 ) , El P( 3 ,3 ) ,
?,APRO<3) ,X(3), Y(3) ,PHIDC 3),PHIPD(3) ,GAMMA(3) ,AKAP(3) ,
3C ( 3 )
 T D I 3 ) , CF ( 2 , 3 ) t DE L T { 3 ) t UR AT ( 3 ) , XX X ( 3 ) , X5 1 ( 3 ) , VI ( 3 ) ,
^VIIK 3), I VI 1(7) ,E10(6)
 t VI 1(7) f VI DC 7)
DI HENS ION UA ( 3 )
 f E I C 3 * 3 ) t V( 3 ) , A ( 3 } * B ( 3 ) * V 1 1 ( 3 )
DIMENSION UUC(3) ,PCTER(3)
KKKK=1
MMM-116
109 READ { 5 , 1 10 ) AL , BE , P, TROOM , DEL H
110 F O R W A T ( F 6 o ? . f F 6 , l t F 7 o 2 t F 5 o l
 fF7.^)
CALL ANGLE(ALP,8ETtX51,XXX)
READ (5, II VI 1
FORMAT(7F6.U
00 998 111=1,7
V10Uin=Vll(IIU*O.G04882
W R I T E { 6 , 2 I K K K K , A L t B E f T F
2 FORMAT ( / / / / / , 2 X t 'RUN NO, • , I3 ,5X, » ALPHA= » , F8 . 3, 5X » » 8 t T A
1= I »F8 0 3 ,5X , «AM8» T E M P = « t F8. 3,1 X f • DEG. F«»
00 999 1=2,7
E10I I - l ) = t V 1 0 ( I ) * 2 . ) + 3 .
E( l t 1)=E10(1)
E(2,1)=E10(2)
E l 1 , 2 ) = £ 1 0 ( 3 )
E ( 2 , 2 ) = E 1 0 ( 4 )
E ( 1 » 3 ) = E 1 0 ( 5 )
E {2 ,3 )=E10 (6 )
W R I T E ( 6 , 9 9 7 ) (E1CX I )t I=lt 6)
997 F O R M A T ( 5 X , ' T H E E ARE ' ,6 ( 3X , F7. 3 > )
C CONSTANTS ARE NOW R E A D IN FOR THE PROBE BEING USED,
C HERE ARE THE 1192 CONSTANTS
•D..ELII i)
OELT(3 )=408 .
R(l)=0. 95627
R( 21=1.00393
R(3)=0 . 93912
A K ( l f l - ) = 2.1308
A K < 2 , 1)=1.9484
AK(1 ,2 )=2 .0293
AK(1,3)=1.9573
AK(2 ,3 )=1 .7262
CALCULATION OF CORRECTION FACTORS
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CALCULATION OF Q/DELTA T'S.
Al=59.4+(7.230-(7.230>Ml.-KO.C0377*<TRGOM-74. ) )) ) )
61=Al-(39.6/(l.+(0.001067*(74.-TEM))
CF(1,1)=(A1/59.4)*(19.8/B1)
C1=7G.4+{7.170-(7.170*(!.*(0.00377*(TROON-74.))) M
01=Cl-(46.9/<l.-HG.QeiQ67*(74«,-TE)m
CF<2,1)=(C1/70.4)*(23.5/D1)
A<2) = 62.4+<7. 150-17.150*11.-K.C0377*(TRrjOM-74,, ))) ) )
8(2) = A(2)-(41o6/<l.-M.001G67*(74.-TF) ) ))
C(2) = 62.4*(7ol80-(7.180*(l.-Ke00377*(TROOM-74. I) )) )
D(2)=C(2)-(41.6/( l.-K.001067*(74.-TEn ) )
CF(1V2}-(A(2)/62.4)*(20.8/B(2M
CF(2,2) = (C(2)/62.4)*(2C<,8/D(2) )
A{3) = 71.2*{7«230-(7.230*(l.-H.00377*(TPOOM-74. )l) ) )
B(3)=A(3)-(47,7/(l.+(o001067*(74*-TE))))
C(3)=62.3+(7.080-(7.080*(l«-K.00377v(TROON!-74. 1)1))
CF«l.f 3)=<A(3)/71.2)*(23,5/B(3M
CF<2,3)=(C(3)/62.3)*(20.6/0(3))
WRITE(6,1999) ((CF{I,J), 1 = 1,2),J=l,3)
1999 FORMAT(10X,«CF(I,J)=«,6F10.5)
DO 310 1=1,3
310 R<I)=R(I)*(SQRT(CF(2,I)/CF{1,1)1)
DO 10 1=1,3
lCF<2f I)*AK(2vlh) /DELTII )
HT(I)=(((EUt I)**2)*CF(1,1)*AK(ltI))+((E(2«I
IF(HT(I)-0.530)3,4,4
3 8A=0.1567
GO TO 7
4 BA=0.1271
7 IF(BA-0,130)5,6,6
5 AN=1./0.4425
GO TO 8
6 AN=l./Oo3767
C CALCULATION OF EFFECTIVE COOLING VELOCITIES.
8 UES(I)=(HT(I)/BA)**AN
10 CONTINUE
UPS1=DELH*(TE+460.)/P
UPS=48e 32098* (P/( TE+A60. ) ) *SQP.T{ UPS1 )
DO 120 1=1,3
120 URAT(I)=UES(I)/UPS
AKA=0.2
C CALCULATION OF STANDARDIZED VELOCITY.
13 UT=( ( (UES( 1 )**2) + (UES(2 )**2 )-HUES(3 )**2) )/( 2.040)
US=SQRT(UT)
C CALCULATION OF ANGLES.
14 00 20 K=l,3
Y{K)=<(lo-(UES(K)**2)/(US**2))/(la-AKA**2))
IF(Y(K).LT.O.0000000)Y(K)=0.0
PHI(KI=ARSIN(SORT(Y(KIM
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20 CONTINUE
CALCULATION OF SIGNS OF ANGLES.
IF((E(lv3)-(R(3)*E(2f3)) >. LT.C.O )PHI U )=0.0-PhI( 1 )
IFf(E(l.l)-<R(l)*E(2vl)) ).LT.C.O)PHI(2)=G.O-PHI(2)
IF ((E(l, 2)-(R(2)*E(2,2) ) ) . LT.C.O )PH I (3 )=G. Q-PH 1(3 )
NOW WE START THE IMPROVED ACCURACY ANALYSIS.
DO 73 1=1,3
73 PHID( I )=PHI( I)*18Q./3.14159
CALCULATION OF CONSTANTS.
DO 70 1=1,3
IF(PHID( I))59,61,61
61 GAMMA(I)=0.0
IF1US.LT.75. I GO TO 62
AKAP(I)=0.2
BETA(I)=30.0
GO TO 69
62 IFCUS.LT.40. )GG TO 63
AKAP( I) =0.36- (0.002 1*US)
BETAC I)=-18»7"KO«6493*US)
GO TO 69
63 IFCUS.LT.25. )GO TO 64
AKAPt n=0.36-(GoG021*US)
BETA(I)=21.068-{C.3448*US)
GO TO 69
64 IF(US.LT.20« )GO TO 65
AKAPC I)=G.Q45+<G.0105*US)
8ETA<I)=-6.285*(0.7347*US)
GO TO 69
65 IF(US.LT.8.6)GO TO 66
AKAP( I)=0.39-(0,e064*US)
B£TA( I l=-6.285+(0.7347*US)
GO TO 69
66 AKAPt I )=0.39-(O.C064*US)
BETA(I)=0.0
69 ALPHd ) = 1.-KBETA(I)*( (COS(PHH I) ) )**3)*( (SIN(PHI (I))
GO TO 70
59~fF(US.LE.7t)/JGG TO 90 ^ -------
AKAP( I)=0.175
8ETA< I ) = 5.X 0.033*US)
IF(ABS(PHI(I ) ).LT.1.22173)GO TO 91
GAMMA (I ) = ( (TAN(ABS(PHHI ) )-l .22173 ) ) **2 )
GO TO 89
91 GAMMA(I)=0.0
GO TO 89
90 IF(US.LE.30. )GO TO 93
AKAP(I) = 0.2
BETAU ) = 5. + (0.033*US)
IF(ABS(PHI(I)).LT.1.22173)GO TO 92
GAMMA(IJ = ( (TAN(ABS(PHI(.I M- 1.04720) )**2)*0.375
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GO TO 89
92 GAMMAd)=O.G
GO TO 89
93 IF(US.LE.230)GC TO 95
AKAPd)=0.2
BETA( I)=-L2. + (0.6*US)
IF(ABSIPHKI) ).LT.1.22173)GO TO 94
GAMMA(I)={(TAN(ABS(PHI(I))-1.04720))**2)*0.375
GO TO 89
94 GAMMA(I)=0.0
GO TO 89
95 AKAPtI)=0.25
6ETAd)=0.0
GAMMAd)=O.Q
89 ALPHd) = !. + (BETA d)*<(COS(PHI(I)))*#2))
70 CONTINUE
CALCULATION OF IMPROVED ACCURACY VELOCITY.
UST=< (UFS( 1)**2)-MUES(2)**2) + (UES<3)**2) )/<2.+
] ( ( (AKAPd)**2)*ALPHd ) * ( ( S IN (PHI ( 1) ) )**2) ) + ( (AKAP(2)
2**2)*ALPH(2)*((SIN(PHI(2)))**2))*((AKAP(3)**2)*ALPH(3)
3*((SIN(PHI(3)J)**2)))+GAMMA(1)+GAMMA(2)+GAMMA{3))
USP=SORT(UST)
PS=29.92
TS=530.
T=TE-»-460.
AP=(P*2o0884*12o)/(62»4*13.55)
CALCULATION OF TRUE VELOCITY.
U=USP*(PS/AP)*(T/TS)
U10=US*(PS/AP)*(T/TS)
UP1=DELH*(TE+460.)/P
UP=920448819*SQRT{UP1)
WRITE(6,45)USfUSPtU,UPtUPS
45 FORMAT(2X,'TSI STO. VEL . = ',F9-.4,5X, • IMPROVED STO. VEL.
1=«,F904,5X,'ACTUAL TSI VEL.=•,F9.4/2Xt•P-S TUBE ACTUAL
2VEL.=',F9.4t5X»lSTD. P-S TUBE VEL.=«,F9.4)
IMPROVED ACCURACY ANGLES,
DO 50 N=l,3,l
X(N)=d.-(UES(N)**2/(USP**2)))/(1,-ALPHCN)*(AKAP(N)**2
IF(X(NI.LT.O.OOOOOOO)X(N)=0.0
IF tX(N) .GT. loOOOOOO) X(N)=1.Q
PHIP(N)=ARSIN(SQRT(X(N)))
50 CONTINUE
SUM=( (SINCPHlPd ) ))**2I + C (SINC-PHIPI2M )**2 l + « SIN (
1PHIPC3J))**2)
WRITE(6,97)SUM,R{l),R<2l,R(3)
97 FORMAT(5X,4HSUM:,F8.5 ,5X»4HR•S: , IX,F8.5 t 5XF8.5,5X,
1F8.5)
W R I T E ( 6 » 9 8 | B E T A d ) , B E T A ( 2 ) , B E T A ! 3 ) , G A M M A ( 1 ) , G A « M A ( 2 ) ,
1GAMMA(3)
98 FORHAT(5X,6HBETAS:t lX,F8.4,5X,F8.4,5X,F8.4, lXt
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17HGAMMAS:,1X,F8.5,5X,F8.5,5X,F8.5)
W R I T E ( 6 , 9 9 ) A K A P ( 1 ) , A K A P ( 2 ) , A K A P ( 3 )
99 FORMAT(£>X ,4HK 'S : , lX ,F8 .5 ,5X ,F8 .5 ,5X t F8 .5 )
IF ( (EU,3 ) -<R(3 ) *E(2 ,3 ) ) ) .LT .C .Q)PHIP(1 )=0 .0 -PHIP<1)
IF { (E(1 ,1 ) - (R(1 ) *E(2 ,1 ) ) ) .LT .G.Q)PHIP(2 )=0 .0 -PHIP<2)
IF ( (E (1 ,2 ) - (R (2 I *E (2 V 2MJ .LT .G .O)PHIP (3 )=0 .0 -PH IP<3 )
DO 51 1=1,3
51 P H I P D ( I } = P H I P ( I ) * 1 8 0 . / 3 . 1 4 1 5 9
DO 140 N=l ,3 , l
UAP(N)=U*SIN(PHIP(N) )
140 CONTINUE
DO 141 J = l,3
141 UUC<J)=UP*SIN(X51(J))
DO 142 1=1,3
142 PCTER(I)=100.0*(UAP(I ) -UUCU)) /UP
WRITE(6 ,9Q9)
909 F O R M A T ( / 7 X , ' 0 / D T « ,8X , 'L IES ' ,SX^PHKFXPISSX. 'PHI
1 ( 1 S T ) ' , 3 X , ' P H I ( I M P ) ' , 5 X , ' V E L ( A C T ) ' , 4 X , ' V E L ( E X P ) ' ,
2 4 X , ' P C T E R ' )
DO 200 1=1,3
200 W R I T E ( 6 , 2 0 1 ) H T ( I ) , U E S ( I ) , X X X ( I J , P H I D ( I ) , P H I P D ( I ) ,
1UAP( I ) ,UUC( I ) ,PCTER( I )
201 FORMAT( / ,4X,F9.6 ,7(3X,F9,4) )
KKK.K=KKKK+1
IF(KKKK.LE.MMM)GO TO 109
STOP
END
SUBROUTINE ANGLE(ALP,BET,X51,XXXJ
C ALP AND BET ARE THE ANGLES OF ATTACK OF THE PROBE IN
C RADIANS,THE X51'S ARE THE CALCULATED PHI'S IN RADIANS,
C AND THE XXX'S ARE THE CALCULATED PHI'S IN DEGREES
DIMENSION X51(3),XXX(3)
XX= f 0 .57735*COS(ALP|*COS{BETM + C0.81650*COS(BET)*
IS IN(ALP) )
YY=C0.57735*COS(BET)*COS(ALP)) - (0 .70711*SIN(BETI ) -
1<0 .40824*COS(3ET)*S IN(ALP) )
ZZ=(0 .57735*COS(BETJ*COSCALPI1-K0.70711*SIN<BET) I-
1(0.40824*COS{8ET)*SIN(ALP)I
IF (XX «GT« 1.000000) XX=1»0
X5K1 ) = A R S I N ( X X )
IF (YY «GT. l .OQOQOO) YY=l.O
X 5 1 ( 2 ) = A R S I N < Y Y )
IF (ZZ .GT. 1.000000) ZZ=1.0
X 5 1 ( 3 ) = A R S I N ( Z Z )
X X X ( 1 ) = X5H1 )*180./3. 141 5927
XXX(2)=X51(2)*180./3.1415927
XXX(3)=X51(3)*180. /3.1415927
RETURN
END
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C THIS PROGRAM WAS WRITTEN TO REDUCE DATA TAKEN BY THE TSI
C MODEL 1080-D TOTAL-VECTOR ANEMOMETER SYSTEM. IN THIS
C PROGRAM* NEW K'S HAVE BEEN USED AND THE PHI'S HAVE BEEN
C CALCULATED FROM THE THETA'S. .THIS IS JULY 8,1972 REVISION.
COMMON/SPLINE/AS(3,3I,BS(3,3),CSI3,3I
DIMENSION IVlim.Vlim ,V10(7)fE10(6),DELT<3) ,R<3),
lCF(2,3),E(2,3),QAt3),QBt3l,HT(3),UES(3),RAT(3l,R90<3»,
2TH6TA(3),THTR(3),PHI1(3),PHI2(3)»PHIR1(3),PHIR2O),
3UCOMP(3),X(4),Y<3,4),XXXf3),X51(3),Ul(3)
DIMENSION PCTER(3),AK(2,3)?QR(3),PHIR(3),PHI(3)
MMM=116
DO 101 1=1,3
DO 101 J=i,3
101 READ(5,103) AS( I, J ),BSU ,J) ,CS< I , J)
103 FORMATC3E14.7)
DO 100 KK=1,MMM
READ(5,2> AL,BE,P,TROOM,OELH
2 FORMATtF6.2,F6.1,F7.2,F5.1,F7.4)
BET=(BE*3.14159271/180.
ALP=<AL*3.1415927)7180.
C CALL 'ANGLE* TO OBTAIN PHKCALC) FOR EACH SENSOR.
CALL ANGLEtALP,BET,X51,XXXI
C READ DECIMAL VALUES OF 0-5V OUTPUT VOLTAGES.
READ(5,3IV11
3 FORMAT(7F6.l)
DO 4 11=1,7
4 V 1 0 ( I I ) = V11UII*0.4882E-02
TE=V10(1)*40.
WRITE(6 ,5 )KK.AL ,BE,TF
5 FORMAT(/ / /2X, 'RUN NO.•,1X.I3.5X,•ALPHA=«,F8.3,5X,«BETA
1=',F8.3,5X,«AMB. TEMP=«,F8.3,1X,«DEG.F•I
DO 6 1=2,7
6 E10(I-1)=«V10C
EC1,1)=E10(1)
E(2 ,1 )=E10(2 )
E t l , 2 ) = E 1 0 C 3 >
E ( 2 , 2 ) = E 1 0 ( 4 )
E ( 1 , 3 ) = E I O C 5 1
E ( 2 , 3 ) = E 1 0 ( 6 )
C #1192 CONSTANTS.
DELT(11=468.
DELT(2)=448.
DELT<31=408.
R(l)=0.95627
R(2)=l.00393
R(3)=0. 93912'
AK(1,1)=2.174
AK(2,1)=1.988
AK(1,2)=2.030
AK(2,2)=2.046
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AK(1,3)=1.982
AK<2»3)=1.748
CALCULATION OF CORRECTION FACTORS(CF).
Al = 65.8+<7.136-<7.136*<l.-MG.OQ377*(TROOM-73.m )»
81= Al -<43,84/(l.+(G.001068*(73.-TEn)»
Cl= 63.0+(7.086-(7.086*Cl.+IC.00377*(TROOM-73.)))))
Dl= Cl -<41.98/<l.-M0.001068*{73.-TE)m
CF(1,1)=(A1 /65.8)*(21.96/81)
CFt2,l)=(Cl /63.0)*(21.02/01)
A2= 71.3-K7.056-{7.056*(l. + (0.00377*(TROOM-73.))J M
B2= A2 -(47.52/<l.-MO.OClll&*(73.-TE))))
C2= 73.7"M7o046-<7.046*(l. + (O.OQ377*(TRQOM-73.) )) ))
D2= C2 -(47.12/(l.+(0.001116*(73.-TEn H
CF(1,2)=(A2 /71.3)*(23.78/82)
CF(2,2)=(C2 /70.7)*C23.58/02)
A3= 62.2+C7.116-(7.116*(l.+(0.00377*(TROOM-73.)))))
83= A3 -<41.48/(1.-K0.001225*(73.-TE)J ) )
C3= 60.9*{6.977-C6.977*U. + (0.00377*(TROOM-73.))) ))
D3= C3 -<40. 627(1. -MO. 001225*< 73.-TE M) )
CF(1,3)=(A3 /62.2)*C20.72/B3)
CF(2,3)=(C3 /60.9)*<20.28/03)
DO 8 1=1t3
8 Rm=R(I)*SQRT(CF<2ff I>/CF(ltIM
CALCULATION OF HEAT TRANSFERS(HT).
DO 9 1=1,3
QAU ) = ( E ( l f I )**2)*CF( l t I ) * A K U , 1 )
Q 8 ( I > = ( E ( 2 , I ) * * 2 ) * C F ( 2 , I ) * A K < 2 » I )
H T ( I ) = ( Q A ( I ) + Q B ( I I I / D E L T d )
CALCULATION OF EFFECTIVE COOLING VELOCITIES CUES).
IF (HTMI-0.524110t 11,11
10 8A=0.1547
GO TO 12
11 BA=0.12715
12 IF(BA-0.130)13t14,14
13 AN=l»/O.Vf
GO TO 15
14 AN=1./0.3792
1-5 UESd )=IHT(I)/BA)**AN
9 CONTINUE
STANDARD VELOCITIES CALCULATION: UPS=PITOT-STATIC;US=TSI
UPS1=DELH*(TE+460.)/P
UPS=48.32098*tP/(TE+460.))*SQRT(UPS1)
UT=UUES(1)**2H-<UES(2)**2) + <UES(3)**2))/2.04
US=SQRT(UT)
PS=1013.60
TS=530.
T=TE*460.
NON-STANDARD VELOCITY CALCULATION: UP=PITOT-STATIC;UNS=TSI
UNS=US*(PS/P)*(T/TS)
UP1=DELH*(TE+460.)/P
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UP=92.448819*SQRTIUP1)
CALCULATION OF QD/OU.
DO 16 1=1,3
IF tQAU 1-08111)17,17,18
17.RATU1=QA(I1/QB(I1
GO TO 16
18 RATU1=OB(I1/QACI1
16 CONTINUE
X(1)=10.
X(2)=20.
X13)=30.
X<4)=40.
CALCULATION OF QD/QU AT THETA=90.
00 109 K=l,3
IF(UES<K)-40.)1C7,108,108
108 IF(K.EQ.11R90(K)=0.4347-(0.000427*UES<K))
IF(K.EQ.2>R90(K)=0.4192-(0.000444*UES(K)1
IF<K.EQ.3)R90(K1=0.3931-<0.00044G*UES(K1)
GO TO 109
107 IFCUES<K|-10.1110,111,111
110 IFCK.EQ. DR90IK !=!.-(0.0465*UES( KM
IF(K.EQ.2»R90(K)=1.-(0.04665*UES(K»
IF<K.EQ.3|R90(K)=1.-(0.0496*UES(K)|
GO TO 109
111 CALL SPLIN2(K,X,Y,UES,R90)
109 CONTINUE
DO 19 1=1,3
C A L C U L A T I O N OF Q2/Q1.
Q R { I ) = < R A T { I I ~ R 9 0 m i / < l . - R 9 0 < I ) )
IF(QR(I ) .LT.O.O)QR(I )=0.0
CALCULATION OF THETA FOR EACH SENSOR.
I F U . N E . I I G O TC 20
THETA( I ) = <l.-SQRT«QR(11)1*90.
IF(E(l,I)-RCn*E(2,I>»21,22,23
21 THETAU)=-THETAU>
GO TO 19
22 THETAU)=0.0
GO TO 19
23 IF(E(1,2)-R(2)*E<2,21)24,25,26
24 THETA(I)=180.-THETA(I1
GO TO 19
25 THETA(I)=THETA( I)
GO TO 19
26 THETAII)=THETA(I)
GO TO 19
20 I F ( I . N E . 2 ) G O TO 27
THETA{I)=( l . -SQRT<CR(I))1*90.
IF(E(1,I1-R(I)*E(2,I1128,29,19
28 THETA(I)=-THETA(I)
GO TO 19
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29 THETA(I)=0.0
GO TO 19
27 IF<E(1,I)-R(I)*E(2,IM200, 201,201
200 THETAt!)=-((l.-SCRT(QR(I 111*90.I
GO TO 19
201 IF<E(1,1)-R(1)*E(2,1))30,31,32
30 THETA( I ) = 180.-((l.-SQRK QR(I 1/0.7919) )*90. )
GO TO 19
31 THETA(I)=90.
GO TO 19
32 THETAfI)=(l.-SQRT(QR{I I)1*90.
19 CONTINUE
DO 33 1=1,3
33 THTRU)=THETA(I)*3.1415927/180.
START CALCULATION OF PHI FOR EACH SENSOR.
SBC= !.-((( SIN(THTR(2I) )**2I*( (COSt THTRC3 II I**2M
SAB=l.-( USIN(THTR(1)) )**2)*( ( COS(THTR(2 11 )**2 ) I
SCA=U-< ((SIN(THTR(3II l**2 )*( (COS! THTRU ) I )**2)l
PHI1(1)=(SIN(THTR{1J)*SIN(THTR(3I
PHI2(l) = (COS(THTR(2n*COS(THTR(l}
PHI1(2)=(SIN(THTR(1I)*SIN(THTR<2)
PHI2(2)=(COS(THTR(31)*CCStTHTRC2I
PHI1(3)=(SIN(THTR(2I)*SIN(THTR(3I
PHI2(3i=(COS(THTR(ll)*COS(THTR(31
I/SQRTCSCAI
)/SORT(SAB I
)/SQRT(SABI
)/SQRT(SBC)
I/SQRT(SBC)
)/SQRT(SCA|
00 34 1=1,3
IF (ABS(PHIKI)) .GT. 1.000000) PHIK I ) = 1.00000
PHIR1(I)=ARSIN(PHI1(I))
PHIR1(I)=ABS(PHIR1(I)I
IF (A8S(PHI2(I)J .GT. l.OOOCOO) PHI2(11 = 1.00000
PHIR2(I)=ARSIN(PHI2(III
PHIR2(I)=ABS(PHIR2(I))
34 CONTINUE
IF(SCA-SAB)35,36,36
35 PHIR(1»=PHIR2(1)
GO TO 37
36 PHIR(1I=PHIR1(1)
37 IF(SAB-SBCI38,39»39
38 PHIR(2)=PHIR2(2)
GO TO 40
39 PHIR(2)=PHIR1(2)
40 IF(SBC-SCA)41,42,42
41 PHIR(3)=PHIR2(3)
GO TO 43
42 PHIR(3)=PHIR1(3)
43 IF(E(1,3I.LT.(R(3»*E(2,3)I)PHIR(1)=-PHIR (11
IF{E(1,1I.LT.(R(1)*E(2,111}PHIR(2I=-PHIR(2I
IF(E(1,2).LT.(R(2I*E(2,2)IIPHIR(3)=-PHIR(3I
C CALCULATION OF EXPECTED (Ull AND CALCULATED (UCOMPI PROBE
C -ORIENTED VELOCITIES.
DO 44 1=1,3
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Uim = UP*SIN(X51(I))
UCOMPC t I=UNS*SINCPHIRU II
44 PHIU)=PHIRm*180./3.1415927
DO 142 1=1,3
142 PCTERm = 100.0*tUCOMPm-Ul(I))/UP
WRITE(6,45IE10
45 FORMATC5X,•E(I,J)it6(5X,F8.4J)
WRITE(6,46)CF
46 FORMAT<5X, »CF< I , J ) • ,6< 5X,F8.4) I
WRITE<6,49)UP,UPS,UNStUS
49 FORMAT!5X,»UP=«,1X,F9.4,5X,•UPS=«,1X,F9.4,5X,•UNS=',
11X,F9.4,5X,»US=',1X,F9.4>
WRITE(6,150I
150 FORMAT(3X,»Q/OELTA T 1 ,6X,«UES»,8X,•QD/QU 1 ,6X, •Q2/Q1* ,
16X,«THETA«,5X ,«PHI (EXP)« ,3X ,«PHI ICALC)« t 4X,«U(EXP)» ,
29X, 'USSX. 'PCTER* )
00 50 1=1,3
50 WRITE(6,47lHTm,UESm,RAT(I),QRU),THETAm,XXXm,
1PHJI I),UK IltUCGMPUIfPCTERIII-
47 FORMAT«3X,F8.5,3X,F10.5,3X,F8.5,3X,F8.5,3X,F9.4,3X,
1F8.4,3X,F8.4,3X,F9.4,3X,F9.4.3X,F9.4)
100 CONTINUE
STOP
END
SUBROUTINE SPLIN2<N,X,Y,XARG,YARG)
C SUBROUTINE SPLIN2 CALCULATES THE VALUE OF QD/QU AT THETA=
C 90 FOR A SPECIFIC VALUE OF THE EFFECTIVE COOLING VELOCITY,
C ONE IS CALCULATED FOR EACH SENSOR. AS.BS, AND CS ARE THE
C COEFFICIENTS SPECIFIED BY AN EARLIER PROGRAM. N IS AN
C INDEX WHICH INDICATES WHICH VALUE OF QD/QUCI.E., WHICH
C SENSORJ TO USE. YARGCJI IS THE VALUE OF QD/QU AT THETA=90
C DESIRED.
COMMON/SPLINE/ASC3,3),BS(3,3»,CS<3,3)
DIMENSION X(4),Y(3,4),XARGC3),YARG(3)
Yd,11=0.535
YU,2)=0.458
YU,3) = 0.429
Y(l,41=0.418
Y(2,11=0.5335
Y(2,2)=0.4475
Y(2,3)=0.4138
Y<2,41=0.4015
Y<3,1)=0.504
Y(3,21=0.4185
Y(3,3)=0.387
Y(3,41=0.376
J=N
DO 101 1=1,3
IF(XARG(J)-X(I+1))102,101,101
101 CONTINUE
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102 Q=(XARG(J)-X( I) )/('X(I+l)-X( I))
YARG(J)=Y(J,I ) + AS(Jf I )*Q+BS(J,I)*Q**2+CS<J,I)*Q**3
RETURN
END
SUBROUTINE ANGLECALPtBET,X51,XXX)
C ALP AND BET ARE THE ANGLES OF ATTACK OF THE PROBE IN
C RADIANS. THE X51'S ARE THE CALCULATED PHI'S IN RADIANSt
C AND THE XXX'S ARE THE CALCULATED PHI'S IN DEGREES.
DIMENSION X5K3) ,XXX(3)
XX=(0.57735*CQS(ALP)*COS<BET))+(0.81650*COS(BET)*
ISIN(ALPI)
YY=(0.57735*COS(BET)*COS<ALP))-(G.70711*SIN<BET))-
1<0.40824*COS(BET)*SIN(ALP))
ZZ=(0.57735*COS(BET)*COS(ALP))-K 0.70711*SIN(BET))-
1(0.40824*COS(BET)*SIN(ALP))
X51(1)=ARSIN(XX)
X51(2)=ARSIN(YY)
X51(3)=ARSIN(2Z)
XXX(1)=X51(i)*180./3.1415927
XXX(2)=X51(2)*180./3.14i5927
XXX(3)=X51(3)*180./3.1415927
RETURN
END
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C THIS PROGRAM WAS WRITTEN TO REDUCE DATA TAKEN BY THE TSI
C MODEL 1080-D TOTAL-VECTOR ANEMOMETER SYSTEM. IN THIS
C PROGRAM, NEW K'S HAVE BEEN USED AND THE PHI'S HAVE BEEN
C CALCULATED FROM THE THETA'S, THIS IS JULY 8,1972 REVISION.
COMMON/ SPLINE/ AS (3, 3) , BS ( 3
 t3 ) ,C S( 3, 3 )
DIMENSION IV1K7) tVll (7) ,V1C<7) , ElO ( 6) , DELTt 3 ) t R ( 3 ) ,
1 C F ( 2 , 3 ) , E < 2 , 3 ) , 0 A { 3 ) , QB I 3 ) , HT I 3 ) , UE S ( 3 ) , R AT ( 3 ) ,R 90 ( 3 ) ,
2THETAO) ,THTP(3),PHIim,PH12(3),PHIRH3),PHIR2<3),
3UCOMP(3) ,X(4) ,Y(3,4),XXX<3),X51<3) ,U1(3)
DIMENSION PCTER(3) , AK { 2, 3) , QR< 3 ) , PHIR (3 ) ,PHH 3 )
DO 101 1=1,3
DO 101 J=l,3
101 READ(5,103) AS( I , J ) , BS< I , J ) ,CS ( I , J )
103 FORMAT(3E14o7)
DO 100 KK=1,MMM
READ(5,2) AL,BE,P,TRGOM,DELH
2 FORMAT(F6a2 fF6e l tF7 .2 tF5o l tF7 .4 )
ALP=(AL*3,,1415927)/18Q.
8ET=(BE*3.1415927)/180.
CALL 'ANGLE1 TO OBTAIN PHI(CALC) FOR EACH SENSCRo
CALL ANGLE(ALP,BETfX51,XXX>
READ DECIMAL VALUES OF 0-5V OUTPUT VOLTAGES,,
READ(5,3) (V1K I), 1=1,7)
3 FORMATI7F6,!)
DO 4 11=1,7
4 V10UI ) = V11( II)*G.4882E-02
TE=V10(l)*30o
WRITE(6,5)KK,AL,BE,TE
5 F O R M A T ( / / / 2 X , ' R U N NO. « , IX, 13, 5X, ' ALPHA= « , F8.3, 5X, ' BETA
1=«, F8 a 3 f 5X, 'AMBo TEMP=« , F8. 3 ,1X, «DEG.F« )
DO 6 1=2,7
6 E1G( I-1)=(V10(I )*2.)+3.
E(2,1)=E10(2
E(1,2)=E10(3
E(2,2)=E10(A
E(1,3)=E10(5
E(2,3)=E10(6
#1193 CONSTANTSA
DELT(2)=471.
DELT{3)=459»
R(l)=lo02941
R(2)=l.04985
R(3)=0.99658
AK(1,1)=2.178
AK(2,l)=2o308
AK(1,2)=2.065
AK(2,2)=2.276
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AKU,3)=2ol95
AK(2,3)=2.18G
CALCULATION OF CORRECTION FACTORS! CF).
Al = 59o4+(7, ,23Q-{7o230*(l , , -MO«,OC377*{TROCM-74.)
CF<1,1)=(A1/59,4)*<19.8/B1)
C1-70.4+C7-170-I7, 170*{l«-MO.OQ377*ITROOW-74.. ) )) ) )
CF(2,l)=(Cl/70.4)*(23o5/Dl)
B2=A2-<41.6/(le-HO.OG1067*(74o-TE)) ) )
CF(l,2)=(A2/62o4)*(2C.8/B2)
C 2=62
 04+( 7.180-1 7. 180* ( 1« -KG. 00377* ( TROOM-74. ) ) ) ))
D2 = C2-(41o6/(lo-KO. 001067*1 74.-TE) ) ) )
CF(2»2)={C2/62.4)*(20.8/02)
A3=71o2+(7o230-{7«,230*(le-K0.00377*(TROOM-74.) »»
83=A3-{47.7/{l«-»-(Oc001067*{74o-TE) ) ) )
CF(lt3)=(A3/7lo2)*(23o5/B3)
C 3 = 62 ..3-t-f 7. 080- ( 7« 080* (1,-KO. 00377* ( TROOM-74. ) HI)
D3=C3-(41.7/(le-K0.001067*{74.-TE)) ) )
CF(2,3>={C3/62.3)*{2C86/03»
WRITE <6t 1999) ( ( CF ( I , J) , 1=1 , 2 ) , J=l , 3 )
1«99 FOPMAT(10X,*CF(I ,J|=« ,6F10«5J
00 8 1=1,3
8 R( Il=R(I»*SQRT(CF(2,II/CF(l,in
; CALCULATION OF HE4T TRANSFERS< HT ).
DO 9 1=1,3
O A ( I ) = ( E ( l , I ) « « 2 ) * C F f 1 , 1 ) * A K ( 1 , I )
Q B ( I > = ( E ( 2 t I ) * * 2 ) * C F ( 2 , I J * A K ( 2 , I )
H T ( I ) = ( O A ( I ) + Q B ( D I / D E L T C I I
; CALCULATION OF EFFECTIVE COOLING VELOCITIES CUES I •
IF(HT(I)-0. 524)10*11, 11
10 BA=Oo 1547 . .
GO TO 12
11 B A = O o l 2 7 1 5
12 I F ( B A - O o 130)13, 14,14
13 AN=1 0 /0 .44
G O T O 1 - 5 .--- . - . , . - - . , . . .
14 AM=1 0 /Go 3792
15 UES( I ) = <HT( I I /BA)**AN
9 CONTINUE
; STANDARD VELOCITIES CALCULATION: UPS=PI TOT-STATIC ;US=TSI
UPS1=OELH*(TE*460« 1/P
UP S=480 32098* ( P/ ( TE+460. ) ) *SQRT( UPS1 )
UT=( (UES(1)**2)
US=SORT(UT)
PS=1013060
TS=530.
C NON-STANDARD VELOCITY CALCULATION: UP=PITOT-STATIC;UNS=TSI
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UNS=US*(PS/P)*<T/TS)
UP1=OELH*(TE+460.)/P
UP=92o448819*SQRT(UP1)
CALCULATION OF QD/QU,
DO 16 1=1,3
IF(QA( I ) -QB( I ) )17,17,18
17 RATd ) = QA< I ) /Q8{ I)
GO TO 16
18 R A T ( n=QB(I ) /QAm
16 CONTINUE
P A T ( 3 ) = Q B ( 3 ) / Q A ( 3 )
X( l )= lQ e
X ( 2 ) = 2 0 »
X(3 )=30 .
X(4)=40.
CALCULATION OF QD/QU AT THETA=9Q.
DO 109 K=l,3
IF(UES(K)~40«1107V108*108
108 IF<K.EQ.1)R90(K)=-(0.00041*UES(K))"»-0.4224
IF(K.EQ.2)R90(K)=-(O.OOOA2*UES(K))+0.^188
IF(K.E0.3)R90(K)=-(0,00044*UES(KJ )-i-0.4396
GO TO 109
107 iF<uES(K)-io.ino*iiifiii
110 IF(KoEQ.nR9Q(K)=-(00049*UES(K) | + 10
IF(K«EQo2)R90(KJ=-(0.047*UES(K))+l.
IF(KoEO»3)R90(K)=-(Oo0^51*UES(K) )-H.
GO TO 109
111 CALL SPLIN2(K,X,Y,UES,R90)
109 CONTINUE
DO 19 1=1,3
CALCULATION OF Q2/01.
OR (I ) = <RATU)-R90m )/l l«-R90l I ) )
IF (QR( I )< ,LT«0 .0 )QR( I ) = 0.0
CALCULATION OF THETA FOR EACH SENSORo
IFd.NE.llGO TO 20
TH£TAU) = (U-SQRT(QRU )) )*90.
I F ( E ( 1 , 1 ) - R ( I ) * E ( 2 , 1 ) ) 2 1 * 2 2 , 2 3
21 THETAU »=-THETA( I )
GO TO 19
22 THETA( I )=a«0
GO TO 19
23 !F (E ( l t 2 ) -R (2 ) *E (2 i2 ) )24 ,25 , 26
24 THETA(I)=180.-THETA(I)
GO TO 19
25 THETA( I )=THETA( I »
GO TO 19
26 THETA( I )=THETAU »
GO TO 19
20 rF(I.NE.2)GO TO 27
THETA( I )= (1 . -SQRT(QR( I ) ) ) *90 .
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IF(E(lf I )-R< I)*E(2,I))28,29,19
28 THFTAII)=-THETA(I)
GO TO 19
29 THETAU 1=0.0
GO TO 19
27 IF(E(1,1)-R(1)*E(2,1))3G,31,32
30 TH€TA(I 1 = 180.-«1.-SQRT(QR(I I/I,3) 1*90.1
GO TO 19
31 THETAU )=90.
GO TO 19
32 THETAU )=(10-QR( I)**(4o/90 ))*90o
19 CONTINUE
00 33 1=1,3
33 THTR(I ) = THETA( H*3. 1415927/180,
C START CALCULATION OF PHI FOR EACH SENSOR.
SBC=l.-< ((SIN(THTR(2)) )**2 ) * (( COS{ THTR { 3 )) )**2 ) )
SA6=l.-< ((SINCT'HTRd ) ) >**2)*( ( COS( THTR ( 2 ) ) )**2))
SCA=l.-(((SIN(THTR(3)))**2)*((COS(THTR(1)))**2))
PHI 1 (•!)=( SI N(THTR-Cl) ) *SI N( THTRC 3 ) ) )/SORT(SCA)
PH12(1) = (C OS(T HTR(2))*CO S{THTR f1)))/SORT(SAB)
PHI1(2)=(SIN(THTP(1))*SIN(THTRC2M)/SORT(SAB)
PHI2I2) = (COSITHTR(3))*COS(THTRI 21))/SORT(SBC)
PHI1(3)=(SIN(THTR(2))*SIN(THTR(3)))/SQRT(SBC)
PHI2(3)=(COS(THTR(1))*COS(THTR(3)))/SQRT(SCA)
DO 34 1=1,3
IFUBSC PHIK I) ) «GT8 1.000000)' PHI 1 (I ) = 1.0
PHIR1(I)=ARSIN(PHI1(I))
PHIRKI ) = ABS(PHIR1(I ) )
IF(ABS(PHI2(I)) .GT. 1.000000) PHI2(I)=1.0
PHIR21I)=ARSIN(PHI2(I))
PHIR2CI)=ABS(PHIR2(I))
34 CONTINUE
IF(SCA-SA8)35,36,36
35 PHIR(1)=PHIR2(1)
GO TO 37
36 PHIR(1)=PHIR1(1)
37 IF(SA8-SBC)38,39,39
38 PHIR(2)=PHIR2(2) _
GO TO 4-0
39 PHIR(2)=PHIR1(2)
40 IF(SBC-SCA)41,42,42
41 PHIR(3)=PHIR2(3)
GO TO 43
42 PHIR(3)=PHIR1(3)
43 IF(E(1,3).LT,(R(3)*E(2,3)))PHIR(1)=-PHIR(1)
IF(E(l,l).LTo(R(l)*E(2,l)))PHIR(2)=-PHIR(2)
IF(E(lf2)0LT.(R(2)*E(2,2)))PHIR(3)=-PHIR(3)
C CALCULATION OF EXPECTED (Ul) AND CALCULATED (UCOMP) PROBE
C -ORIENTED VELOCITIES,,
DO 44 1=1,3
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UKI )=UP*SIN(X51( I ))
UCOMP(I)=UNS*SIN(PHIR(I))
44 PH!( I )=PHIR( I )n80«,/3. 1415927
DO 142 1=1,3
142 PCTERU) = 100oO*(UCOMP( I )-UKT) )/UP
WRITE(6,45)E10
45 FORMAK5X, «E( I,J) • ,6<5X,F834))
WRITE(6,46)CF
46 FORMAT(5X,'CF(ItJ)',6(5X,F8<>4M
WRITE(6,49)UP,UPS,UNS, US
49 FORMAT I5Xt ' UP=«,1X , F9.4,5X,•UPS=«,1X,F9.4,5X,'UNS=«,
11X,F904,5X,IUS=I ,!X,F9o4)
WRITE(6f150)
150 FORMATOXf '0/DELTA -T ' ,6X ,-• UES1 , RX , • OD/QU •, 6X, 'Q2/Q1',
16X,•THEY A1,5X,'PHI(EXP)«,3X,«PHI(CALC)',4X,•U(EXP) ' ,
29X,1U»,3X,'PCTER')
DO 50 1=1,3
50 W R T T E ( 6 , 4 7 ) H T ( I ) , U E S ( I ) , R A T ( I > , Q R ( I ) » T H E T A ( I ) , X X X ( I ) ,
1PHIU ) tUKI ) ,UCO^P(I ), PCTER i I)
47 FORMAT(3X ,F8«5 ,3X ,F10« ,5 t3X t F8 . 5 , 3X, F8. 5 , 3X, F9e 4, 3X ,
1F8., 4 , 3 X , F 8 3 4 , 3 X , F9 0 4 ,3X ,F9o4«3X,F9«4 )
100 CONTINUE
STOP
END
SUBROUTINE SPLIN2(M,X,Y,XARG,YARG)
C SUBROUTINE SPLIN2 CALCULATES THE VALUE OF QO/QU AT THETA=
C 90 FOR A SPECIFIC. VALUE OF THE EFFECTIVE COOLING VELOCITY.
C ONE IS CALCULATED FOR EACH SENSORo AS,BS, AND CS ARE THE
C COEFFICIENTS SPECIFIED BY AN EARLIER PROGRAM, N IS AN
C INDEX WHICH INDICATES WHICH VALUE OF QD/QU(I«Eo, WHICH
C SENSOR) TO USEo YARG(J) IS THE VALUE OF QD/QU AT THETA=90
C DESIRED.
COMMON/SPLINE/AS(3,3),OS(3,3 ) ,CS(3,3 )
DIMENSION X(4),Y(3,4),XARG(3),YARG(3)
Y(2,1)=0S530
Y(2,2)=0.4463
Y(2,3)=0»4129
Y(2,4)=0.4018
Y(l,l)=0051
Yd,21=0.439
Y(l,3)=0o414
Y(l,4)=00406
Y(3,l)=00549
Y(3,2)=0,458
Y(3,3)=0.432
Y(3,4)=0o422
J = N
DO 101 1=1,3
IF(XARG(J)-X{1 + 1 ) I 102,10 It 101
101 CONTINUE
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102 Q=(XARG< J)-X(I))/(X(I+1)-X(I))
YARG( J)=Y( J,I )+AS( Jtl )*0+BS(J,I )*Q**2+CS ( J, I )*Q**3
RETURN
END
SUBROUTINE ANGLE ( ALP , BET ,X51 , XXX )
C ALP AND BET ARE THE ANGLES OF ATTACK OF THE PROBE IN
C RADIANS. THE X51 ' S ARE THE CALCULATED PHI'S IN RAOIANSt
C AND THE XXX' S ARE THE CALCULATED PHI'S IN DEGREES.
DIMENSION X51(3I,XXX(3)
X X= { 0. 5773 5*CO S ( ALP) *COS( BET) )-K0.81650*COS( BET)*
ISIN(ALP))
YY=(C. 57735*COS(BET)*COSCALPI )-( 0. 7071 1* SIN ( BET) )-
1(0.40824*COS(BE'T)*SIN(ALP) )
ZZ= < 0. 5773 5*CO S ( BET ) *COS C ALP ))*! 0.7071 1* SI N( BET) )-
K O o 4 0 8 2 4 * C O S < B E T ) * S I N ( A L P ) )
X51(2)=ARSIN(YY)
X51(3)=ARSIN(ZZ)
XXXd ) = X51(l)*180./3. 141 5927
XXX( 2) =X51 ( 2 )*18C. /3. 141 5927
XXX{3)=X51{3)*130,/30 1415927
RETURN
END
131
SPECIAL DISTRIBUTION
Scientific and Technical Information Facility
National Aeronautics and Space Administration
P. 0. Box 33
College Park, Maryland 20740
Wallops Station
National Aeronautics and Space Administration
Wallops Island, Virginia 23337
Mr. R. L. Krieger, Director
Mr. A. D. Spinak, Associate Director
Mr. M. W. McGoogan
Mr. W. H. West
Mr. J. W. Gray
Mr. J. F. Spurling
Dr. G. H. Fichtl
George C. Marshall Space Flight Center
Aerospace Environment Division
Huntsville, Alabama 35812
Mr. R. M. Henry
ESSD Planetary Atmospheres Section
NASA
Langley Research Center - Mail Stop 160
Hampton, Virginia 23365
Dr. E. C. Kindle
Assistant Dean, School of Sciences
Old Dominion University
Norfolk, Virginia 23508
Dr. M. Hoshiya
Masashi Institute of Technology
Tokyo, JAPAN
Engineering Research Center
Colorado State University
Fort Collins, Colorado 80521
Dr. J. E. Cermak
Professor V. A. Sandborn
Dr. R. D. Marshall
National Bureau of Standards
Building Research Division
Washington, D. C. 20234
(5 copies)
(1 copy)
(1 copy)
(1 copy)
(1 copy)
(1 copy)
(1 copy)
(1 copy)
(1 copy)
(2 copies)
(1 copy)
(1 copy)
(1 copy)
(1 copy)
132
